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INTRODUCTION 



If you watch an electrical en- 
gineer tackling a tough design 
project, or a service engineer 
troubleshooting a stubborn 
problem, you'll see them grab a 
scope, fit probes or cables, and 
start turning knobs and setting 
switches without ever seeming 
to glance at the front panel. To 
these experienced users, the 
oscilloscope is their most impor- 
tant tool but their minds are fo- 
cused on solving the problem, 
not on using the scope. 

Making oscilloscope mea- 
surements is second nature to 
them. It can be for you too. but 
before you can duplicate the 
ease with which they use a 
scope, you will need to concen- 
trate on learning about the 
scope itself: both how it works 
and how to make it work for you. 

The purpose of his primer is 
to help you learn enough about 
oscilloscopes and oscilloscope 
measurements that you will be 
able to use these measurement 
tools quickly, easily, and accu- 
rately. 

The text is divided into two 
parts: 

The first four chapters of Part I 
describe the funct onal parts of 
scopes and the controls asso- 
ciated with those parts. Then a 
chapter on probes concludes 
the section. 

Part II allows you to build on 
the knowledge and experience 
you gained from Part I. The sig- 
nals you'll see on the screen of 
an oscilloscope are identified by 
waveshape and the terms for 
parts of waveforms are dis- 
cussed. The next two chapters 
cover safety topics and instru- 
ment set-up procedures. 

Then Chapter 9 describes 
measurement techniques. 
Exercises there let you practice 
some basic measurements, and 
several examples of advanced 
techniques that can help you 
make more accurate and con- 
venient measurements are also 
included. The last chapter in this 
primer discusses oscilloscope 



performance and its effects on 
your measurements. 

Having a scope in front of you 
while working through the chap- 
ters is the best way to both learn 
and practice applying your new 
knowledge. While the funda- 
mentals will apply to almost any 
scope, the exercises and illus- 
trations use two specific instru- 
ments: the Tektronix 2213 and 
2215 Portable Oscilloscopes. 
The 2213 is a dual-channel, 60 
MHz portable designed as an 
easy-to-use. lightweight, 
general-purpose oscilloscope. 
The 2215 is a dual time base 
oscilloscope with more features 
and capabilities; it's included so 
you will understand dual time 
base scopes and appreciate 
the additional measurement 
capabilities they offer. 

If you have comments or 
questions about the material in 
this primer, please don't hesitate 

to write. 

Chet Heyberger 

Portable Scopes Technical 
Communications Manager 

Marshall E. Pryor 

2200 Series Product Line 
Marketing Manager 

Primer — DS 39/199 

Tektronix. Inc 
PO Box 500 
Beaverton. OR 97077 



PART I. SCOPES. CONTROLS, & PROBES 



You can measure almost any- 
thing with the two-dimensional 
graph drawn by an oscillo- 
scope. In most applications the 
scope shows you a graph of 
voltage (on the vertical axis) 
versus time (on the horizontal 
axis). This general-purpose 
display presents far more infor- 
mation than is available from 
other test and measurement in- 
struments like frequency coun- 
ters or multimeters. For exam- 
ple, with a scope you can find 
out how much of a signal is di- 
rect, how much is alternating, 
how much is noise (and whether 
or not the noise is changing with 
time), and what the frequency of 
the signal is as wel . Using a 
scope lets you see everything at 
once rather than requiring you to 
make many separate tests. 

Most electrical signals can be 
easily connected to the scope 
with either probes or cables. 
And then for measuring non- 
electrical phenomena, trans- 
ducers are available. Transduc- 
ers change one kind of energy 
into another Speakers and 
microphones are two examples; 
the first changes electrical en- 
ergy to sound waves and the 
second converts sound into 
electricity. Other typical trans- 
ducers can transform mechan- 
ical stress, pressure, light, or 
heat into electrical signals. You 
can see that given the proper 
transducer, your test and mea- 
surement capabilities are al- 
most endless with an oscillo- 
scope. 

Making measurements is 
easier if you understand the 
basics of how a scope works 
You can think of the instrument in 
terms of the functional blocks il- 
lustrated in Figure 1: vertical sys- 
tem, trigger system, horizontal 
system, and display system. 
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Figure 1. 

THE BASIC OSCILLOSCOPE iff its most general form has only four functional blocks 
vertical honzontal trigger and display systems land sometimes sections) The 
disoiav s.stem is also sometimes called the CRT (for cathode-ray tube) section 



Each isnamedforitsfunction. 
The vertical system controls the 
vertical axis of the graph; any- 
time the electron beam that 
draws the graph moves up or 
down it does so under control of 
the vertical system. The horizon- 
tal system controls the left to 
right ^cvement of the beam. 
The t-.gger system determines 
when me oscilloscope draws; it 
triggers 'he beginning of the 
horizontal sweep across the 
screen And the display system 
contains the cathode-ray tube, 
where the grapn is drawn. 

This part of the primer is di- 
vided into chapters for each of 
those functional blocks. The 
controls for each block are 
named first, and you can use a 



two-page, fold-out illustration of 
a Tektronix 2213 front panel at 
the back of the primer to locate 
them on your scope. Next the 
controls and their functions are 
described, and at the end of 
each chapter there are hands- 
on exercises using those con- 
trols 

The last chapter in this section 
describes probes. When you 
finish reading these five chap- 
ters, you'll be ready to make fast 
and accurate oscilloscope 
measurements 

But before you turn on your 
scope, remember that you 
should always be careful when 
you work with electrical equip- 
ment. Observe all safety pre- 
cautions in your test and mea- 
surement operations. Always 



plug the power cord of the 
scope into a properly-wired re- 
ceptacle before connecting 
your probes or turning on the 
scope: use the proper power 
cord for your scope, and use 
only the correct fuse. Don't re- 
move the covers and panels of 
your scope 

Now fold out the front panel 
illustration at the back of the 
primer, so that it is visible as you 
read. Use the foldout and follow 
Exercise 1 to initialize (set in 
standard positions) the scope 
controls. These standard set- 
tings are necessary so that as 
you follow the directions on 
these pages, you'll see the 
same thing on your scope s CRT 
as is pictured or described here. 
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PARTI 



Exercise 1. INITIALIZING THE SCOPE 



Use the foldout figure and call- 
outs to locate the controls men-, 
tioned here. 

1. DISPLAY SYSTEM CON- 
TROLS: Set the AUTO INTEN- 
SITY control at midrange (about 
'halfway from either stop). Turn 
the AUTO FOCUS knob com- 
pletely clockwise. 

2. VERTICAL SYSTEM CON- 
TROLS: Turn the channel 1 PO- 
SITION control completely 
counterclockwise. Make sure 
the lefthand VERTICAL MODE 
switch is set toCH1. Move both 
channel VOLTS IDIV switches to 
the least sensitive setting by 
rotating them completely coun- 
terclockwise. And make sure 
the center, red CAL controls are 
locked in their detents at the ex- 
treme clockwise position. Input 
coupling switches should be set 
to GND. 



3. HORIZONTAL SYSTEM 
CONTROLS: Make sure the 
HORIZONTAL MODE switch is 
set to NO DLY for no delay. (If 
you're using a 2215. move the 
switch to the A sweep position.) 
Rotate the SECiDIV switch to 
0.5 millisecond (0.5 ms). Make 
sure the red CAL (variable) 
switch in the center of the knob 
is in its detent position by mov- 
ing it completely clockwise. And 
push in on the CAL switch to 
make sure the scope is not in a 
magnified mode. 

4. TRIGGER SYSTEM CON- 
TROLS: Make sure the CAL 
HOLDOFF control is set to its full 
counterclockwise position. Set 
the trigger MODE switch (2215: 
A TRIGGER MODE) on AUTO. 
And move the trigger SOURCE 
switch (A SOURCE on a 2215) to 
INT (internal) and the INT selec- 
tion switch (A&B INT on a 2215) 
to CH 1. 



After following the steps in 
Exercise 1. you should plug your 
scope into a properly-grounded 
outlet and turn it on. With a Tek- 
tronix 2200 scope, there's no 
need to change the scope's 
power supply settings to match 
the local power line: the scopes 
operate on main power from 90 
to 250 Vac at 48 to 62 Hz. 
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CHAPTER 2. THE VERTICAL SYSTEM 



The vertical system of your 
scope supplies the display sys- 
tem with the Y axis — or vertical 
— information for the graph on 
the CRT screen. To do this, the 
vertical system takes the input 
signals and develops deflection 
voltages. The display system 
then uses the deflection volt- 
ages to control — deflect — the 
electron beam. 

The vertical system also gives 
you a choice of how you connect 
the input signals (called cou- 
pling and described below). 
And the vertical system pro- 
vides internal signals for the 
trigger circuit (described in 
Chapter 4). Figure 4 illustrates 
the vertical system schemati- 
cally. 

Some of the vert cal system 
controls — see the foldout front 
panel illustration for their loca- 
tions — are: vertical position, 
sensitivity, and input coupling. 



Because all 2200s are two- 
channel scopes, you will have 
one set of these switches for 
each channel. There are also 
two switches for choosing the 
scope's vertical display mode 
and one control that allows you 
to invert the polarity of the chan- 
nel 2 signal. 

For the exercises in this chap- 
ter, you'll need a 10X probe like 
the Tektronix P6120 10X Probes 
supplied with every 2200 Series 



Vertical Position 

Your scope's POSITION controls 
let you place the trace exactly 
where you want it on the screen. 
The two vertical POSITION con- 
trols (there's one for each chan- 
nel) change the vertical place- 
ment of the traces from each 
vertical channel: the horizontal 
POSITION control changes the 
horizontal position of both 
channels at once. 



Input Coupling 

The input coupling switch for 
each vertical channel lets you 
control how the input signal is 
coupled to the vertical channel. 
DC (the abbreviation normally 
stands for direct current) input 
coupling lets you see all of an 
input signal. AC (alternating cur- 
rent) coupling blocks the con- 
stant signal components and 
permits only the alternating 
components of the input signal 
to reach the channel. An illustra- 
tion of the differences is shown 
in Figure 5. 

The middle position of the 
coupling switches is marked 
GND for ground. Choosing this 
position disconnects the input 
signal from the vertical system 
and makes a triggered display 
show the scope's chassis 
ground. The position of the trace 
on the screen in this mode is the 
ground reference level. Switch- 
ing from AC or DC to GND and 



k is a handy way to measure 
signal voltage levels with re- 
spect to chassis ground. (Using 
the GND position does not 
ground the signal in the circuit 
you're ^ohog ) 

Vertical Sensitivity 

A volts/division rotary switch 
controls the sensitivity of each 
vertical channel. Having differ- 
ent sensitivities extends the 
range of the scope's applica- 
tions; with a VOLTS/ DIV switch, 
a multipurpose scope is capa- 
ble of accurately displaying sig- 
nal levels from millivolts to many 
volts. 

Using the volts/ division 
switch to change sensitivity also 
changes the scale factor, the 
value of each major division on 
the screen. Each setting of the 
control knob is marked with a 
number that represents the 
scale factor for that channel. For 
example, with a setting of 10 V, 
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Figure 4. 

THE VERTICAL SYSTEM of a Tektronix 2200 Series sccc- ;;s at 'wo identical 
channels though only one is shown in the drawing Each - •. -• -as circuits to 
couple an input signal to that channel, attenuate (reduce' ■ cut signal when 
necessary preamplify it. delay it. and finally amplify the Signal 'cr use bv the display 
system The delay line lets you see the beginning of a waveform even wnen the 
scope is triggering on it. 
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PARTI 




each of the eight vertical major 
divisions represents 10 volts and 
the entire screen can show 80 
volts from bottom to top. With a 
VOLTS/DIV setting of 2 milli- 
volts, the screen can display 16 
mV from top to bottom. 

If you pronounce the 7" in 
VOLTS/DIV as 'per" when you 
read the setting, then you'll re- 
member the setting is a scale 
factor; for example, read a 20 
mV setting as "20 mil ivolts per 
division." 

The probe you use influences 
the scale factor. Note that there 
are two unshaded areas under 
the skirts of the VOLTS/DIV 
switches. The right-hand area 
shows the scale factor when you 
use the standard 10X probe. The 
left area shows the factor for a 1 X 
probe. 

Variable VOLTS/DIV 

The red CAL control in the cen- 
ter of the VOLTS/DIV switch pro- 
vides a continuously variable 
change in the scale factor to a 
maximum greaterthan 2.5 times 
the VOLTS/ DIV setting. 

A variable sensitivity control is 
useful when you want to make 
quick amplitude comparisons 
on a series of signals. .You could, 
for example, take a known sig- 
nal of almost any amplitude and 
use the CAL control to make 
sure the waveform fits exactly on 
major division graticule lines. 
Then as you used the same ver- 
tical channel to look at other sig- 
nals, you could quickly see 
whether or not the later signals 
had the same amplitude. 

Channel 2 Inversion 

To make differential measure- 
ments (described in Part II), you 
have to invert the polarity of one 
of your input channels. The IN- 
VERT control on the vertical 
amplifier for channel 2 provides 
this facility. When you push it in. 
the signal on channe 2 is in- 
verted. When the switch is out. 
both channels have the same 
polarity. 
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Figure 5. 

VERTICAL CHANNEL INPUT COUPLING CONTROLS let you choose AC and DC 
input coupling and ground. DC coupling connects the entire input signal to :ne 

vertical channel AC coupling blocks constant signal components and only con- 
nects alternating components to the vertical channel. The GND position disconnects 
the input signal and shows you the scope's chassis ground level AC coupling is 
handy when the entire signal (alternating plus constant comoonents) migt>! oe too 
arge tor the VOLTS DIV switch settings you *ant In a case like this ycu "light see 
something ife the first photo But eliminating 'he direct component allows you to look 
at ihe alternating signal with a VOLTS DIV setting tnat is more convenient as in the 



Vertical Operating Modes 

Scopes are more useful if they 
have more than one vertical dis- 
play mode, and with your Tek- 
tronix 2200. you have several 
controlled by two VERTICAL 
MODE switches: channel 1 
alone; channel 2 alone; both 
channels in either the alternate 
or chopped mode; and both 
channels algebraically 
summed. 



To make the scope display 
only channel 1 . use the CH 1 po- 
sition on the left-hand switch. 

To display only channel 2, use 
the CH 2 position on the left- 
hand switch. 

To see both channels in the 
alternate vertical mode, move 
the left-hand switch to BOTH 
(which enables the right-hand 
switch) and then move the 
right-hand switch to ALT Now 
you can see both channels 
since the signals are drawn al- 
ternately. The scope completes 



a sweep on channel 1, then a 
sweep on channel 2. and so on 

To display both channels m 
the chop mode, you move the 
left-hand switch to BOTH and 
the right-hand one to CHOP. In 
the chop mode, the scope 
draws small parts of both sig- 
nals by switching back and forth 
at a fast fixed rate while your 
eyes fill in the gaps. 
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THE VERTICAL SYSTEM c 



Both chop and alternate are 
provided so that you can look at 
two signals at any sweep speed. 
The alternate mode draws first 
one trace and then the other, but 
not both at the same time. This 
works great at the faster sweep 
speeds when your eyes can't 



see the alternating 



To see two 



signals at the slower sweeps 
you need the chop mode. 

If you want to see the two input 
signals combined into one 
waveform on the screen, use 
BOTH on the left-hand and ADD 
on the right-hand switch. This 
gives you an algebraically- 
combined signal: either channel 
1and2added,(CH1) + (CH2); 
or channel 1 minus channel 2 
when channel 2 is inverted, 
( + CH1) + (-CH2). 

Alternate Sweep Separation 

On the 2215 dual time base 
scope, there is also a sweep 
separation control: A/B SWP 
SEP It's used to change the po- 
sition of the scope's B sweep 
traces with respect to the A 
sweeps. Using the A/B sweep 
separation in conjunction with 
the vertical POSITION controls 
lets you place all four traces (two 
channels and two time bases) 
on the screen so that they don't 
overlap. (Dual time base scope 
measurements are described in 
Chapter 9.) 




Figure S. 

THE TEKTRONIX P6120 10X PROBE connects to the 8NC connector ot either chan- 
nel 1 (shown) or 2; unlike the photo (he probe s ground strap is usually connected to 
the ground of the circuit you are working on The probe adjustment jack is labeled 
PROBE ADJUST and is located near the CRT controls on the front panel 



Using the Vertical Controls 

Before using the vertical system 
controls, make sure all the con- 
trols are positioned where you 
left them at the end of the last 
chapter: 

• AUTO INTENSITY and AUTO 
FOCUS set for a bright, crisp 
trace: 

• trigger SOURCE (A SOURCE 
on the 2215) switch on INT and 
the INT (2215: A&B INT) switch 

on CH 1; 

• trigger MODE (2215: A TRIG- 
GER MODE) switch on AUTO: 

• trigger VAR HOLDOFF control 
in its extreme counterclock- 
wise position; 

•SEC.'DIV(2215: A and B 
SEC/DIV) switch to 0.5 ms; 

• both channel VOLTS/ DIV 
switches on 100 V (10X probe 
reading); 



• both CAL VOLTS DIV switches 
in their detents at the extreme 
clockwise position: 

• input coupling levers in GND; 
•VERTICAL MODE is CHi 

• and HORIZONTAL MODE is 
NO DLY (2215 mode is A) 

Now connect your 1 0X probe 
on the channel 1 BNC connector 
on the front panel of your scope. 
(BNC means "bayonet Neill- 
Concelman"; named for Paul 
Neill, who developed the N 
Series connector at Bell Labs, 
and Carl Concelman. who 
developed the C Series con- 
nector.) 

Put the tip of the probe into the 
PROBE ADJ jack. Probes come 
with an alligator-clip ground 
strap that's used to ground the 
probe to the circuit-under-test. 
Clip the ground lead onto the 



collar of the channel 2 BNC 
connector as shown in Figure 6 

Use the callouts on the foldout 
figure to remind yourself of the 
control locations and follow the 
directions in Exercises 3 to re- 
view the vertical system con- 
trols. 
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Exercise 3. VERTICAL SYSTEM CONTROLS 



Compensating Your Probe 

1. Turn on the scope and move ■ 
the CH 1 VOLTS i DIV switch 
clockwise to 0.5 V; remember 
the P6120 is a 10X probe, so use 
the VOLTS! DIV readout to the 
right. 

2. Switch the channel 1 input 
coupling to AC. 

3. If the signal on the screen isn't 
steady, turn the trigger LEVEL (A 
TRIGGER LEVEL on the 2215) 
control until the signal stops 
moving and the TRIG'D light is 
on. (Use the AUTO FOCUS con- 
trol if you think you can get the 
signal sharper, and AUTO IN- 
TENSITY to adjust the bright- 
ness.) 

4. Next, compensate your 
probe. There 's a screwdriver ad- 
justment on the compensation 
box at the base of the probe; 
turn it until the tops and bottoms 
of the square wave on the 
screen are flat. (There's more in- 
formation about probes and 
compensation in Chapter 5.) 

Controlling Vertical Sensitivity 

1. The probe adjustment signal 
is a square wave of approxi- 
mately 0.5 volts, and yie scale 
factor for channel 1 is\now a 
half-volt per division. At this set- 
ting every major division on the 
screen represents ha fa volt. 
Use the channel l vertical POSI- 
TION control to line up the bot- 
tom edge of the wave'orm with 
the center graticule line. The 
tops of the square wave should 
be just touching the n'ext major 
division line, proving the probe 
adjustment signal is approxi- 
mately 0.5 volts. (Note that the 
probe adjustment signal is not a 
critical circuit in the scope; this 
is why the square wave is ap- 
proximately 0.5 volts. 



2. Turn the VOLTS 'DIV switch 
two more click stops to the right. 
The channel 1 scale factor is 
now 0. 1 volts i division, and the 
signal -still half a volt -is now 
about five major divisions in 
amplitude. 

3. Turn the CAL VOLTS DIV con- 
trol to the left. That will take it out 
of its calibrated detent posit/on 
and let you see its effect. Since it 
reduces the scale factor 3=2 Vz 
times, the signal should be less 
than two major divisions in 
amplitude with this control all the 
way to the left. If it isn't exactly 
that, don't worry. The variable 
volts^division controls are used 
to compare signals, not make 
amplitude measurements, and 
consequently the exact range of 
variation isn't critical Return the 
variable control to its detent. 

Coupling The Signal 

1. Switch your channel 1 input 
coupling to GND and position 
the trace on the center graticule. 
Switch back to the AC coupling 
position. Note that the waveform 
is centered on the screen. Move 
the CH 7 VOLTS DIV switch 
back toO 5 volts and note that 
the wavefcm ;s still centered 
around the zero reference line. 

2. Switch -o DC coupling. The 
top of the orobe adjustment sig- 
nal should be on the center 
graticule line ara the signal 
should reacn re the next lower 
major division Now you can see 
the difference between AC and 
DC coupling AC coupling 
blocked the constant part of the 
signal and /us: she /. ed you a 
half -volt, pea* • ; peak square 
wave centered gn 'he zero ref- 
erence you se' a center of 
the screen B~: 'he DC coupling 
showed you that the constant 
component of the square wave 



was all negative-going with re- 
spect to ground, because in DC, 
all signal components are con- 
nected to the vertical channel. 

The Vertical Mode Controls 

1. So far you've been using your 
scope to see what channel 1 can 
tell you, but that's only one of 
many possible vertical modes. 
Look at the trace for channel 2 
by moving the scope's left-most 
VERTICAL MODE switch to CH 

2. The input coupling for chan- 
nel 2 should still be GND at this 
point, so what you'll see is the 
ground reference line. Line up 
this trace with the graticule line 
second from the top of the 
screen with the channel 2 
POSITION control. 

2. Now move the lever on the 
left-hand vertical mode switch to 
BOTH That lets you pick one of 
the vertical modes controlled by 
the right-hand side vertical 
mode switch; move it to ALT. 
You've just selected the alter- 
nate vertical mode. In this mode, 
your scope alternates between 
the signals on channel 1 and 2 
drawing ore complete sweep 
on channel 1 first, and then 
drawing a complete sweep on 
channel 2. You can see this 
happening Ahen you slow down 
the sweep speed, so move the 
SEC DIV swtich left to 0. 7 sec- 
onds per division. Now you can 
see the two dots from the AC- 
coupled channel 1 move across 
the screen for one sweep. Then 
the single dot from channel 2 will 
move across the screen The 
point is that in the alternate 
mode each channel is drawn 
completely before the scope 
switches to the other channel. 



3. Turn the SEC DIV switch back 
to 0.5 ms and switch to CHOP as 
your vertK j//. jc - . The display 
looks a lot like the alternate 
mode, but the way it's achieved 
is entirely different. In alternate, 
you saw that one channel's sig- 
nal was completely written be- 
fore the other started. When 
you're looking at slow signals 
with your scope, that can be a 
bother because only one trace 
at a time will be on-screen. In the 
chop mode, however, the scope 
switches back and forth very 
quickly between the two traces 
so that a little part of each is 
drawn before going on to the 
next. When you look at the 
screen, both signals seem con- 
tinuous because the scope is 
"chopping" back and forth at a 
very fast rate - approximately 
250 kHz in the 2200 Series. You 
can see the chopping if you pick 
a very fast sweep speed. Move 
the SEC DIV switch to 10 /js. 
Now the display shows broken 
lines because of the chopping. 
CHOP is most useful for slow 
sweep speeds, and ALT for 
faster sweeps 

4. Move the SEC DIV switch 
back to 0.5 ms. There's one 
more vertical mode: ADD. In the 
add mode, the two signals are 
algebraically summed (either 
CH 1 +CH2.orCHl - CH 2 
when channel 2 is inverted). To 
see it in operation, move the 
right-hand VERTICAL MODE 
switch to ADD. Now you can see 
the combined signal roughly 
halfway between where the two 
separate signals were. 
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CHAPTER 3. THE HORIZONTAL SYSTEM 



To draw a graph, your scope 
needs horizontal as well as ver- 
tical data. The horizontal system 
of your scope supplies the sec- 
ond dimension by providing the 
deflection voltages to move the 
electron beam horizontally. And 
the horizontal system contains a 
sweep generator which pro- 
duces a sawtooth waveform, or 
ramp (see Figure 7). that is used 
to control the scope's sweep 
rates. 

It's the sweep generator that 
makes the unique functions of 
the modern oscilloscope possi- 
ble. The circuit that made the 
rate of rise in the ramp linear — a 
refinement pioneered by Tek- 
tronix — was one of the most 
important advances in oscil- 
lography. It meant that the hori- 
zontal beam movement could 
be calibrated directly in units of 
time. That advance made it pos- 
sible for you to measure time be- 
tween events much more accu- 
rately on the scope screen. 

Because it is calibrated in 
time, the sweep generator is 
often called the time base. It lets 
you pick the time units, observ- 
ing the signal for either very 
short times measured in 
nanoseconds or microseconds, 
or relatively long times of several 
seconds. 
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Figure 7. 

THE SAWTOOTH WAVEFORM is a voltage ramp produced by the sweep generator. 
The rising portion of the waveform is called the ramp; the falling edge is the retrace; 
and the time between ramps is the holdoff time The sweep of the electron beam 
across the screen of a scope is controlled bv the ramp and the return of the beam to 
the left side of the screen takes place during the retrace 



The horizontal system con- 
trols of a Tektronix 2213 scope 
are shown in the foldout figure: 
the horizontal POSITION control 
is near the top of the panel, and 
the HORIZONTAL MODE con- 
trol is below it; the magnification 
and variable sweep speed con- 
trol is a red knob in the center of 
the SEC DIV switch: at the bot- 
tom of the column of horizontal 
system controls are the DELAY 
TIME switch and the delay time 
MULTIPLIER. The dual time 
case 22*5 has two concentric 
SEC DIV controls, and a B 
DELAY TIME POSITION control 
instead of the delay time switch 
and multiplier. (The scope con- 
trols that you use to position the 
start cf a delayed sweep are 
also often called delay time mul- 
tipliers or DTMs.) 

Horizontal Position 

Like the vertical POSITION con- 
trols, you use the horizontal PO- 
SITION control to change the lo- 
cation of the waveforms on the 
screen. 



Horizontal Operating Modes 

Single time base scopes usu- 
ally have only one horizontal op- 
erating mode, but the 2213 
offers normal, intensified, or 
delayed-sweep operating 
modes. Dual time base scopes 
like the 2215 usually let you 
select either of two sweeps The 
A sweep is undelayed (like the 
sweep of a single time base in- 
strument), while the B sweep is 
started after a delay time. Addi- 
tionally, some scopes with two 
time bases — and the 221 5 is an 
examole again — let you see the 
two sweeps at once: the A 
sweep intensified by the B 
sweep; and the B sweep itself. 
This is called an alternate hori- 
zontal operating mode. 

Only the normal horizontal 
operating mode is used in these 
first few chapters, so leave your 
scope's HORIZONTAL OPERA- 
TING MODE switch in NO DLY 
(no delay) on the 2213 and A (for 
A sweep only) on the 2215. 
Chapter 9, in the second section 
of this primer, describes how to 
make delayed sweep mea- 
surements. 



Sweep Speeds 

The seconds division switch 
lets you select the rate at which 
the beam sweeps across the 
screen; changing SEC, DIV 
switch settings allows you to 
look at longer or shorter time 
ntervals of the input signal Like 
the vertical system VOLTS DIV 
switch, the control's markings 
refer to the screen's scale fac- 
tors. If the SEC DIV setting is 1 
ms. that means that each hori- 
zontal maior division represents 
1 ms and the total screen will 
show you 10 ms. 

On the 2215. which has two 
time bases, there are two SEC 
DIV controls. The A sweep offers 
all the settings described below; 
the SEC DIV switch for the de- 
layed B sweep has settings for 
05 /us. div to 50 ms/div. 



PARTI' 



All the instruments of the Tek- 
tronix 2200 Series offer sweep 
speeds from a half-second for 
each division to 0.05 fisl 
division. The markings appear- 
ing on the scopes are: 



5s 
2s 

1 s 
50 ms 

20 ms 

10 ms 

5 ms 

2 ms 

1 ms 
5 ms 

2 ms 

1 ms 
50 MS 
20 ms 
10 ms 

5 MS 

2 ms 

1 MS 
5 MS 

2 MS 
1 MS 

05 ms 



half a second 

2 second 

50 milliseconds 
(0 05 second) 
20 milliseconds 
(0 02 second) 
10 milliseconds 
(0.01 second) 
5 milliseconds 
(0 005 second) 

2 milliseconds 

(0.002 second) 

1 millisecond 
(0 001 second) 
half a millisecond 
(0.0005 second) 
2 millisecond 
(0 0002 second) 
1 millisecond 
(0 0001 second) 
50 microseconds 
10 00005 second) 
20 microseconds 
(0 00002 second) 
10 microseconds 
(0.00001 second) 
5 microseconds 

000005 second) 

2 microseconds 
■:0 000002 second) 

1 microsecond 

(0 000001 second) 
naif a microsecond 
(0 0000005 second I 
2 microsecond 
(0 0000002 second I 
1 microsecond 
0000001 second I 
05 microseconds 
(.0 00000005 seconj) 



Scopes also hav= an XY set- 
ting on the SEC DI7 switch for 
making the X-Y mepsurements 
descnPed in Chapter 9 

Variable SEC/DIV 

Besides the calibrated speeds, 
you can change ary sweep 
speed by turning the red CAL 
control in the centdr of the 
SEC/DIV switch counterclock- 
wise. This control slows the 
sweep speed by al least 2.5:1 . 
making the slowest sweep you 
have 0.5 seconds k 2.5. or 1 .25 
seconds/division. Remember 
that the detent in tHe extreme 
clockwise direction is the cali- 
brated position. 



Horizontal Magnification 

Most scopes offer some means 
of horizontally magnifying the 
waveforms on the screen. The 
effect of magnification is to mul- 
tiply the sweep speed by the 
amount of magnification. On 
2200 Series scopes there is a 
10X horizontal magnification 
that you engage by pulling out 
on the red CAL switch. The 10X 
horizontal magnification gives 
you a sweep speed ten times 
faster than the SEC/DIV switch 
setting; for example. 0.05 /its/ 
division magnified is a very fast 
5-nanosecond/division sweep. 



The 10X magnification is use- 
ful when you want to look at sig- 
nals and see details that occur 
very closely together in time. 

The DELAY TIME and 
MULTIPLIER Controls 

This switch and dial are used in 
conjunction with either the in- 
tensified or delayed-sweep 
horizontal operating modes in 
the 2213. These features are de- 
scribed later under "Delayed 
Sweep Measurement" in 
Chapter 9. 



The B DELAY TIME POSITION 
Control 

This calibrated 10-turn dial is 
used to position the beginning 
of the B sweep relative to the A 
sweep in a 2215. Its uses are 
described under "Delayed 
Sweep Measurements" in 
Chapter 9. 

Using the Horizontal Controls 

As you can see in Figure 8. the 
horizontal system can be di- 
vided into two functional blocks: 
the horizontal amplifier and the 
sweep generator. 



VERTICAL 
9ECTION 



TRIGGER 




system 






- sec/piv 

- TRIGGER HOUPCp 5 

- MOPE- 



Figure 8. 

HORIZONTAL SYSTEM components include the sweep generator and the horizontal amplifier The sweep generator produces a 
sawtooth waveform that is processed by the amplifier and applied to the horizontal deflection plates of the CRT The horizontal 
system also provides the Z axis of the scope; the Z axis determines whether or not the electron beam is turned on — and how bright 
it is when it's on 
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THE HORIZONTAL SYSTEM 



CONT. 



rself ' 



with the 
fol- 
Exercise 4 
for con- 
sure 
have 



To familiarize you 
horizontal system controls 
low the directions in 
and refer to the foldout 
trol locations. First, make 
the front panel controls 
these settings: 

• the SEC/DIV switch is on 0.5 
ms; 

• the trigger SOURCE (A TRIG- 
GER SOURCE on the 2215) is 
INT; INT (2215: A&B INT) is on 
CH 1; 

• the trigger MODE (2215: A 
TRIGGER MODE) is AUTO; 

• the channel 2 INVERT switch is 
out (no signal inverting); 

• and HORIZONTAL MODE is 
NO DLY (A on the 2215) 



Exercise 4. THE HORIZONTAL SYSTEM CONTROLS 



1. Switch the VERTICAL MODE 
to CH 1 and the CH 1 VOLTS* DIV 
setting to 0.5 volt. Be sure your 
probe is connected to channel 1 
and the PROBE ADJ jack. Turn 
on your scope and move the 
channel 1 input coupling lever to 
GND and center the signal on 
the screen with the POSITION 
control. Switch to AC coupling. 

2. Now you can use the horizon- 
tal system of your scope to look 
at the probe adjustment signal. 
Move the waveform with the 
horizontal POSITION control 
until one rising edge of the 
waveform is lined up with the 
center vertical graticule. 
Examine the screen to see 
where the leading edge of the 
next pulse crosses the horizon- 
tal center line of the graticule. 
Count major and minor graticule 
markings along the center hori- 
zontal graticule and remember 
the number. 



3. Change sweeps'to 0.2 ms. 
line up a rising edge with the 
vertical graticule on the left 
edge of the screen and count to 
the next rising edge Because 
the switch was changed from 
0.5 to 0.2 ms, the waveform will 
look 2.5 times as long as before. 
Of course, the signal hasn't 
changed, only the scale factor. 

4. In the middle of the SEC/DIV 
switch is the red variable con- 
trol; in its counterclockwise de- 
tent, the settings of the SEC/DIV 
switch are calibrated. Move the 
control from its detent to see its 
effect on the sweep speed. Note 
that now the cycles of the wave- 
form are approximately two- 
and-a-half times smaller. Return 
the CAL control to its detent. 

5. Move the SEC/DIV switch to 
0.5 ms and then pull out the red 
CAL control. This gives you a 
WX magnification of the sweep 
speed. In other words, every 



setting on the SEC/DIV switch 
will result in a sweep that's ten 
times faster; for example, the 
sweep now is 0.05 ms/division. 
not 0.5 ms. 

6. While your scope is magnify- 
ing the probe adjustment signal, 
use the horizontal POSITION 
control. Its range is now mag- 
nified as well, and the combina- 
tion of magnified signal and 
POSITION control gives you the 
ability to examine small parts of 
a waveform in great detail. Re- 
turn your scope to its normal 
sweep speed range by pushing 
the CAL switch in. 



CHAPTER 4. THE TRIGGER SYSTEM 



1 



So far you've found (hat the dis- 
play system draws the wave- 
forms on the screen, the vertical 
system supplies the vertical in- 
formation for the drawing, and 
the horizontal system provides 
the time axis. In other words, you 
know how the oscilloscope 
draws a graph; the qnly thing 
missing is the "when": when 
should the other circuits of your 
scope start drawing the signal, 
and when shouldn't they? 



The when is the trigger and it's 
important for a number of rea- 
sons. First, because getting 
time-related information is one 
of the reasons you use a scope. 
Equally important is that each 
drawing start with the same 
"when" 

Obviously the graph drawn on 
the screen isn't the same one all 
the time you're watching If 
you re using the 0.05 /us SEC. 
DIV setting, the scope is draw- 



ing 1 graph every 0.5 i±s (0.05 
/xs division times ten screen di- 
visions) That's 2.000.000 
graphs every minute (not count- 
ing retrace and holdoff times, 
which we'll get to shortly). Imag- 
ine the jumble on the screen if 
each sweep started at a differ- 
ent place on the signal. 

But each sweep does start at 
the right time — if you make the 
right trigger system control set- 
tings. Here's how it's done. You 
tell the trigger circuit which trig- 



ger signal to select with the 
source switches. With an exter- 
nal signai. you connect the trig- 
ger signal to the trigger system 
circuit with the external coupling 
controls. Next you set the trigger 
circuit to recognize a particular 
voltage level on the trigger sig- 
nal with the slope and level con- 
trols. Then everytime that level 
occurs, the sweep generator is 
turned on. The process is dia- 
grammed in Figure 9. 
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THE TRIGGER SYSTEM 



PART 




Figure 9. 

TRIGGERING GIVES YOU 
the sweep each time Slqpe 
signal When you look a 
overlaid into what appears 



A STABLE DISPLAY oecausethe same trigger point starts 
and level controls define 'he trigger points on the trigger 
a waveform on the screen ,ou re seeing all those sweeps 
to De one picture 



Instruments like those in the 
Tektronix 2200 Portable Oscillo- 
scope family offer a variety of 
trigger controls. Besides those 
already mentioned .j you also 
have controls that determine 
how the trigger system operates 
(trigger operating mode) and 
how long the scope waits be- 
tween triggers (holdoff). 

The control positions are illus- 
trated by the foldout at the end 
of the primer. All are located on 
the far right of the front panel. On 
the 2213. the variable trigger 
holdoff (VAR HOLDOFF) is at the 
top, and immediately below it is 
the trigger MODE switch. Below 
that the trigger SLOPE and 
LEVEL controls are grouped. 
Then a set of three switches con- 



trols the trigger sources and the 
external trigger coupling. At the 
bottom of the column of trigger 
controls is the external trigger 
input BNC connector. 

On dual time base 2215 
scopes tnere is a slightly differ- 
ent control panel layout be- 
cause you can have a separate 
trigger for the B sweep. 

Trigger Level and Slope 

These controls define the trigger 
point The SLOPE control de- 
termines whether the trigger 
point is found on the rising or the 
falling edge of a signai. The 
LEVEL control determines 
where on that edge the trigger 
point occurs. See Figure 10. 



MM 





Figure 10. 

SLOPE AND LEVEL CONTROLS determine where on the trigger signal the trigger 
actually occurs The SLOPE control specifies either a positive (also called the rising 
or positive-going) edge or on a negative (7a///ng or negaf/Ve-gomg; edge The LEVEL 
control allows you to pick where on the selected edge the trigger event will take 
place. 



13 



THE TRIGGER SYSTEM 



Not every trigger event can be 
accepted as a trigger. The trig- 
ger system will not recognize a 
trigger during the sweep or the 
retrace, and for a short time af- 
terward called [he holdoff 
period. The retrace, as you re- 
' member from the last chapter, is 
the time it takes the electron 
beam to return to the left side of 
the screen to start another 
sweep. The holdoff period pro- 
vides additional time beyond 
the retrace that is used to ensure 
that your display is stable, as 
illustrated by Figure 11. 

Sometimes the normal holdoff 
period isn't long enough to en- 
sure that you get a stable dis- 
play; this possibility exists when 
the trigger signal is a complex 
waveform with many possible 
trigger points on it. Though the 
waveform is repetitive, a simple 
trigger might get you a series of 
patterns on the screen instead 
of the same pattern each time. 
Digital pulse trains are a good 
example; each pulse is very 
. much like any other, so there are 
many possible trigger points, 
not all of which result in the same 
display. 

What you need now is some 
way to control when a trigger 
point is accepted. The variable 
trigger holdoff control provides 
the capability. (The control is ac- 
tually part of the horizontal sys- 
tem — because it adjusts the 
holdoff time of the sweep 
generator — but its function 
interacts with the trigger con- 
trols.) Figure 12 diagrams a situ- 
ation where the variable holdoff 
•is useful. 

Trigger Sources 

Trigger sources are grouped 
into two categories that depend 
on whether the trigger signal is 
provided internally or externally. 
The source makes no difference 
in how the trigger circuit oper- 
ates, but internal triggering usu- 
ally means your scope is trigger- 
ing on the same signal that it is 
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Figure11. 

TRIGGER HOLDOFF TIME ensures valid triggering In the drawing only the labeled 
points start the display because no trigger can be recognized during the sweep or 
the retrace and noidoft period . The retrace and holdoff times are necessary because 
the electron beam must be returned to the left side of the screen after the sweep, and 
because 'he sweeb generator needs reset time The CRT Z axis is blanked between 
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Figure12. 

T HE VARIABLE HOLDOFF CONTROL 

ets you make the scope ignore s:me 
potential trigger points In the example, 
all the pos3;b'e trigger points m tne '"Put 
signal would result in an unstable dis- 
play Changing tne holdoff time to —aKe 
sure that the trigger point appears on 
•he same puise in each repetition of the 
•-put signal is 'he only way to ensure a 
staple waveform 
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displaying. That has the obvious 
advantage of letting you see 
where you're triggering. 

Two switches on the front 
panel (labeled SOURCE and 
INT) determine the trigger 
source. The internal triggering 
sources are enabled when you 
move the SOURCE lever to INT. 
In this position, you can trigger 
the scope on the signal from 
either channel, or you can 
switch to VERT MOD^. 

Triggering on one of the 
channels works just I ke it 
sounds: you've set the scope to 
trigger on some part of the 
waveform present on that 
channel. 

Using the VERTICAL MODE 
setting on the internal source 
switch means that the scope's 
VERTICAL MODE switches de- 
termine what signal is used for 
triggering. If the VERTICAL 
MODE switches are set at CH 1 . 
then the signal on channel 1 
triggers the scope. If you're look- 
ing at channel 2, then that chan- 
nel triggers it. If you switch to the 
alternate vertical mode, then the 
scope looks for triggers alter- 
nately on the two channels. If the 
vertical mode is ADD, then CH 1 
- CH 2 is the trigger ng signal. 
And in the CHOP vertical mode, 
the scope triggers the same as 
in ADD, which prevents the in- 
strument from triggering on the 
chop frequency instead of your 
signals 

You can see that vertical 
mode triggering is a <ind of au- 
tomatic source selection that 
you can use when you must 
switch back and forth between 
vertical modes to loo^ at differ- 
ent signals. 

But triggering on the dis- 
played signal isn't always what 
you need, so external triggering 
is also available. It often gives 
you more control over the dis- 
play. To use an external trigger, 
you set the SOURCE switch to 
its EXT position and connect the 
triggering signal to the BNC 
connector marked EXT INPUT 



on the front panel. Occasions 
when external triggering is use- 
ful often occur in digital design 
and repair; there you might want 
to look at a long train of very 
similar pulses while triggering 
with an external clock or with a 
signal from another part of the 
circuit. 

The LINE position on the 
SOURCE switch gives you 
another triggering possibility: 
the power line. Line triggering is 
useful anytime you're looking at 
circuits that are dependent on 
the power line frequency. 
Examples include devices like 
light dimmers and power 
supplies. 

These are all the trigger 
source possibilities on a 2200 
Series scope: 



Trigger Source 


Switch Positions 


SOURCE 


i NT 


channel 1 only 


I NT 


CH 1 


channel 2 only 


INT 


CH 2 


external 


EXT 


disabled 


nne 


LINE 


disabled 


vertical rrode 


INT 


VERT MODE 


Leaner channel 






1 or 2 or Doth) 







Trigger Operating Modes 

The 2200 Series trigger circuits 
can operate in four modes: nor- 
mal, automatic, television, and 
vertical mode. 

One of the most useful is the 
normal trigger mode (marked 
NORM on the MODE switch) 
because if can handle a wider 
range of 'rigger signals than any 
other rnggenng mode. The nor- 
mal mode does not permit a 
trace to ce arawn on the screen 
if there s no 'ngger. The normal 
mode gives vou the widest 
range of triggering signals: from 
DC to 60 MHz 

In the automatic (or "bright 
baseline ") rmEte '"abeled AUTO 
on the front c i" eO a trigger 
starts a sweec "-e sweep ends 
and the hole: ~ oenod expires. 
At that point a ! ~er begins to 
run; if another " gger isn't found 
before the time r runs out, a trig- 
ger is generated anyway caus- 
ing the bright baseline to appear 
even when there is no waveform 



on the channel. In the 2200 
Series, the automatic mode is a 
signal-seeking auto mode. This 
means that for most of the sig- 
nals you'll be measuring, the 
auto mode will match the trigger 
level control to the trigger signal. 
That makes it most unlikely that 
you will set the trigger level con- 
trol outside of the signal range. 
The auto mode lets you trigger 
on signals with changing volt- 
age amplitudes or waveshapes 
without making an adjustment of 
the LEVEL control. 

Another useful operating 
mode is television triggering. 
Most scopes with this mode let 
you trigger on tv fields at 
sweeps of 100 /us/division and 
slower, and tv lines at 50 ftsl div 
or faster. With a 2200 Series 
scope, you can trigger on either 
fields or lines at any sweep 
speed; fortv field triggering, use 
the TV FIELD switch position, 
and fortelevision line triggering, 
use the NORM or AUTO 
settings. 

You'll probably use the normal 
and automatic modes the most 
often. The AUTO because it's 
essentially totally automatic, 
and normal because it's the 
most versatile. For example, it's 
possible to have a low fre- 
quency signal with a repetition 
rate that is mismatched to the 
run-out of an automatic mode 
timer; when that happens the 
signal will not be steady in the 
auto mode Moreover, the auto- 
matic signal-seeking mode 
can't trigger on very low fre- 
quency trigger signals. The 
normal mode, however, will give 
you a steady signal at any rep 
rate. 

The last 2200 Series trigger 
operating mode, the vertical 
mode, is unique in its advan- 
tages. Selecting the VERT 
MODE position on the INT 
switch automatically selects the 
trigger source as you read in 
"Trigger Source" above. It also 
makes alternate triggering pos- 
sible. In this operating mode, 



the scope triggers alternately on 
the two vertical channels. That 
means you can look at two com- 
pletely unrelated signals. Most 
scopes only trigger on one 
channel or the other when the 
twosigr s 3">t synchro- 
nous. 

Here's a review of the 2200 
trigger modes: 



Trigger 

Operating Mode 



Switch Settings 



normal 


NORM on the MODE switch 


automatic 


AUTO on the MODE switch 


television field 


TV FIELD on the MODE 




switch 


television line 


NORM or AUTO on the 




MODE switch 


vertical mode 


VERT MODE on the INT 




switch 
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THE TRIGGER SYSTEM 



CONT. 



Triggering Coupling 

Just as you may pick either al- 
ternating or direct coupling 



when you connect 



n input sig- 



nal to your scope's vertical sys- 
tem, you can select the kind of 
coupling you need when you 
connect a trigger signal to the 
trigger system's circuits. For 
internal triggers, the vertical 
input coupling selects the trig- 
ger coupling. For external trig- 
ger signals, however, you must 
select the coupling you want: 



Coupling 



Apt 



DC 



DC couples 
triggering sig 
DC) !o the trigger 



elements of the 
nai (both AC and 
circuit 



DC with If you want DC coupling ana 

attenuation [he external trigger is too large 



for the tnggei 
the TRIGGER 
switch to its Z 



AC 



This coupling 
components 
signal and couples 
components 



system, move 
COUPLING 
C+10 setting. 



blocks DC 
}f the trigger 

only the AC 



Using the Trigger Controls 

To review what you've learned 
about the trigger circuit and its 
controls (shown schematically 
in Figure 13), first make sure all 

your controls are in thes 
tions: 



1 0.5 VOLTS. DIV on 
and CAL in its dete 
• AC vertical coupli 

■ CH 1 on the 
switch; 

■ 0.5 ms sweep 
magnification or 
SEC/ DIV: 

1 your trigger settings 
AUTO for MODE 
SOURCE. andCH 



Turn your scope on with the 
probe connected to :he channel 
1 BNC connector and the probe 
adjustment jack. Usethefoldout 
figure to remind yourself of the 
control locations and follow the 
directions in Exercise 5. 



channel 1 
nt position: 

g; 

VERTICAL F 



speed 
Vein 



and no 
able 



should be 
for 
1 for INT 



NT 



Figure 13. 

THE TRIGGER CIRCUIT AND ITS CON- 
TROLS are shown in the diagram above 
Trigger source describes whether or not 
the trigger signal is internal or external to 
the scope Coupling controls the con- 
nection of an external trigger to the trig- 
ger circuit The level and slope controls 
determine where the trigger point will be 
on the trigger signal And the mode con- 
trol determines the operations of the 
trigger circuit 
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Exercise 5. TRIGGER CONTROLS 



1. Move the trace to the right 
with the horizontal POSITION 
control until you can see the 
beginning of the signal (you'll 
probably have to increase the 
Intensity to see the faster vertical 
part of the waveform). Watch the 
signal whiie you operate the 
SLOPE control If you pick + . the 
signai o r the screen starts with a 
rising edge, the other SLOPE 
controi ocsition makes the 
scoDe "igger on a falling edge. 

2. Now -O/e the LEVEL control 
back ar c forth through all its 
travel; ycu il see the leading 
edge climb jp and down the 
signal. r he scope remains 
triggered because ycu are 
using the AU r O setting. 

3. Turn the 'Ad'OB switch to 
NORM. Nqa .-. »$r> you use the 
LEVELcor"- ■-_ move the trig- 
ger point, you '■"d places 
where the si :ce is untnggered. 
This is an illustration of the es- 
sential difference between nor- 
mal and automatic triggering. 



4. You can also see the differ- 
ence between the two triggering 
modes by using channel 2. even 
with that channel coupled to 
GND for ground. Change both 
the vertical display mode and 
the INT (2215- A&B INT) 
switches to CH2. With NORM 
triggering, there's no signal: 
with AUTO, you'll see the 
baseline. Try it 

5. Without a trigger signal 
applied to the EXT INPUT BNC 
connector, it's impossible to 
show you the use of this trigger 
source, but the trigger MODE. 
SLOPE, and LEVEL controls will 
all operate the same for either 
internal or external triggers. One 
difference between internal and 
external sources, however, is 
the sensitivity of the trigger cir- 
cuit. All external sources are 
measured in voltage (say, 150 
millivolts) while the internal 
sources are rated in divisions. In 
other words, for internal signals, 
the displayed amplitude makes 



a difference. Now change the 
VERTICAL MODE and INT 
switches back to CH 1, and 
switch to the NORM mo fe. Use 
the LEVEL control ana notice 
how much control range there 
is. Now change the CH 1 
VOLTS DIV switch to 0.1 V and 
use the LEVEL control. There's 
more controi range now. 

6. The alternate-channel trigger- 
ing with vertical mode triggering 
can't be demonstrated without 
two unrelated signals on the 
channels, but you'll find it 
useful the first time such an oc- 
casion comes up. Ypu can take 
another look at the difference 
between the normal and auto 
trigger operating modes. Move 
the LEVEL control slowly in the 
NORM mode until the scope is 
untriggered. Now switch the 
trigger operating mode to AUTO 
and note that the waveform is 
automatically triggered. 
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CHAPTER 5. ALL ABOUT PROBES 



PART I 



Connecting all the measure- 
ment test points you'll need to 
the inputs of your oscilloscope is 
best done with a probe like the 
one illustrated in Figure 14. 
Though you could connect the 
scope and circuit-under-test 
with just a wire, this simplest of 
all possible connections would 
not let you realize the full 
capacities of your scope. The 
connection would probably load 
the circuit and the wire would 
act as an antenna and pick up 
stray signals — 60 Hz power, 
CBers. radio and tv stations — 
and these would be displayed 
on the screen along with the 
signal of interest. 

Circuit Loading 

Using a probe instead of a bare 
wire minimizes stray signals, but 
there's still an effect from putting 
a probe in a circuit called circuit 
loading. Circuit loading modi- 
fies the environment of the sig- 
nals in the circuit you want to 
measure; it changes the signals 
in the circuit-under-test, either a 
little or lot, depending on how 
great the loading is. 

Circuit loading is resistive, 
capacitive. and inductive. For 
signal frequencies under 5 kHz. 
the most important component 
of loading is resistance. To avoid 
significant circuit loading here, 
all you need is a probe with a 
resistance at ieast two orders of 
magnitude greater than the cir- 
cuit impedance (100 MQ. probes 
for 1 Mfi sources; 1 Mft probes 
for 10 kH sources, and so on). 

When you are making mea- 
surements on a circuit that con- 
tains high frequency signals, in- 
ductance and capacitance be- 
come important. You can't avoid 
adding capacitance when you 
make connections, but you can 
avoid adding more capacitance 
than necessary. 

One way to do that is to use an 
attenuator probe; its design 
greatly reduces loading. In- 
stead of loading the circuit with 
capacitance from the probe tip 



plus the cable plus the scope's 
own input, the 10X attenuator 
probe introduces about ten 
times less capacitance, as little 
as 10-14 picofarads (pF). The 
penalty is the reduction in signal 
amplitude from the 10:1 
attenuation. 

These probes are adjustable 
to compensate for variations in 
oscilloscope input capacitance 
and your scope has a reference 
signal available at the front 
panel. Making this adjustment is 
called probe compensation and 
you did it as the first step in 
Exercise 3 of Chapter 2. 

Remember when you are 
measuring high frequencies, 
that the probe's impedance (re- 
sistance and reactance) 
changes with frequency. The 
probe's specification sheet or 
manual will contain a chart like 
that m Figure 15 that shows this 
change. Another point to re- 
member when making high fre- 
quency measurements is to be 
sure to securely ground your 
probe with as short a ground 
clip as possible. As a matter of 
fact, in some very high fre- 
quency applications a special 
socket is provided in the circuit 
and the probe is plugged into 
that. 

Measurement System 
Bandwidth 

Then there 'S one more probe 
characteristic to consider: 
bandwicth Like scopes, probes 
have oanawidth limitations; 
each has a specified range 
within which .? does not at- 
tenuate the signal's amplitude 
more than - 3 dB (0 707 of the 
original value) But don't as- 
sume that a 60 MHz probe and a 
60 MHz scooe give you a 60 
MHz measurement capability. 
The combma' on aiii approxi- 
mately equal :he sauare root of 
the sum of the squares of the 
rise times (also see Chapter 10). 




Figure 14. 

PRCBES CONNECTTHE SCOPE AND THE CIRCUIT-UNDER-TEST Tektronix probes 
consist of a patented resistive cable and a grounded shield t w0 P6120 prcoes and 
ihe accessories pictured above are supplied with every 2200 Series scope The 
probe is a high impedance minimum loading 10 X passive probe The accessories 
for each probe jfforh left to right) are a grabber tip for iCs and small diameter leads a 
retractaole hc-< ;p and IC tester tip cover: an insulating ground cover marker 
bands, ana or> the ce n, en the ground 'ead 



For example, if both probe and 
scope have rise times of 5 83 
nanoseconds: 



T, 15ystem , = V T r 2 , scooel 7- T, 2 ([ 



T r = \ 34-34 

That works out to 8.25 
nanoseconds, the equivalent to 
a bandwidth of 42.43 MHz be- 
cause: 



you use the particular probe de- 
signed for that instrument. For 
example, in the case of the 2200 
Series scopes and the P6120 
10X Passive Probe, the probe 
and the scope have been de- 
signed to function together and 
you have the full 60 MHz band- 
width at the probe tip. 



BW, 



(megahertz) 



350 



T- (na 



To get the full bandwidth from 
your scope, you need more 
bandwidth from the probe. Or 
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ALL ABOUT PROBES 



CONT 



Probe Types 

Generally you can divide probes 
by function, into voltage- 1 
sensing and current-sensing 
types. Then voltage probes can 
be further divided into passive 
and active types. One of these 
should meet your measurement 
requirements. 



PROBE TYPES 



;haracteristics 
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1X passive, 
voltage-sensing 

10X/100X/1000X 
passive, 

voltage-sensing, 
attenuator 

active. 

voitage-sensmq. 
FET 

current-sensing 
high voltage 



No signal reduction, which allows the maximum sensitivity 

at the probe tip; limited bandwidths: 4-34 MHz; high capacitance: 

32-112 pF; signal handling to 500 V 

Attenuates signals: bandwidths to 300 
MHz; adjustable capacitance: signal 
handling to 500 V (10X). 1.5 kV (100X), 
or20kV(1000X) 

Switchable attenuation; capacitance as low as 1 .5 pF; more 
expensive, less rugged than other types; limited dynamic range; but 
bandwidths to 900 MHz; minimum circuit loading 

Measure currents from 1 mA to 1000 A; DC to 50 MHz; very low loading 

Signal handling to40kV 




04 1 10 100 



Figure 15. 

PROBE IMPEDANCE IS RELATED TO FREQUENCY as shown in the table above 
The curves plot both resistance (R) and reactance (X) in ohms against frequency m 
megahertz The oiot shown is for the Tektronix P6120 probe on a 1-meter cable 

■ 



Picking A Probe 

For most applications, the 
probes that were supplied with 
your scope are the ones you 
should use. These will usually 
be attenuator probes. Then, to 
make sure that the probe can 
faithfully reproduce the signal 
for your scope, the compensa- 
tion of the probe should be ad- 
justable. If you're not going to 
use the probes that came with 
your scope, pick your probe 



based on the voltage you intend 
to measure. For example, if 
you're going to be looking at a 
50 volt signal and your largest 
vertical sensitivity is 5 volts, that 
signal will take up ten major divi- 
sions of the screen. This is a 
situation where you need at- 
tenuation; a 10X probe would 
reduce the amplitude of your 
signal to reasonable propor- 
tions. 



Proper termination is impor- 
tant to avoid unwanted reflec- 
tions of the signal you want to 
measure within the cable. 
Probe/cable combinations de- 
signer ,c i> 1 megohm 
(1 Mfi) ,. .purr ire engineered to 
suppress these reflections. But 
for 50 H scopes, 50 fi probes 
should be used. The proper 
termination is also necessary 
when you use a coaxial cable 
instead of a probe. If you use a 
50 O cable and a 1 Mfi scope, 
be sure you also use a 50 CI 
terminator at the scope input. 

The probe's ruggedness, its 
flexibility, and the length of the 
cable can also be important (but 
remember, the more cable 
length, the more capacitance at 
the probe tip). And check the 
specifications to see if the 
bandwidth of the probe is suffi- 
cient, and make sure you have 
the adapters and tips you'll 
need. Most modern probes fea- 
ture interchangeable tips and 
adaptors for many applications. 
Retractable hook tips let you at- 
tach the probe to most circuit 
components. Other adaptors 
connect probe leads to coaxial 
connectors or slip over square 
pins. Alligator clips for contact- 
ing large diameter test points 
are another possibility 

But for the reasons already 
mentioned (probe bandwidth, 
loading, termination), the best 
way to ensure that your scope 
and probe measurement sys- 
tem has the least effect on your 
measurements is to use the 
probe recommended for your 
scope. And always make sure 
it's compensated. 



PART 



I. MAKING MEASUREMENTS 



The first five chapters described 
how to select the exact oscillo- 
scope functions you need to 
make the measurements you 
want. Now you can put what 
you've learned into practice with 
this section of the primer 

It begins with a review of 
waveform shapes and charac- 
teristics in Chapter 6. Then the 



discussions in Chapter 7 start 
with safety because you should 
always observe safety precau- 
tions when working on electrical 
equipment. 

The first step in ensuring ac- 
curate measurements is making 
sure your scope is set up prop- 
erly, and this subject is dis- 
cussed in Chapter 8. 



Chapter 9 discusses mea- 
surement techniques, begin- 
ning with fundamental time and 
amplitude measurements and 
ending with delayed sweep 
measurements. 

The last chapter in the primer 
describes oscilloscope per- 
formance and how it affects your 
measurements. 



CHAPTER 6. WAVEFORMS 



The definition of a wave is "a 
disturbance traveling through a 
medium'' while the definition of a 
waveform is "a graphic repre- 
sentation of a wave." 

Like a wave, a waveform is 
dependent on two things: 
movement and time. The ripple 
on the surface of a pond exists 
as a movement of water in time. 
The waveform on your scope's 
screen is the movement of an 
electron beam during time. 

The changes in the waveform 
with time form the waveshape 
the most readily identifiable 
characteristic of a waveform. 
Figure 16 illustrates some com- 
mon waveshapes. 



Figure 16. 

BASIC WAVESHAPES include sine 
waves ana various non-sinusoidal 
waves such as triangle waves souare 
waves and sawtooth waves A square 
wave has eaual amounts of time for its 
•wo states Triangle and sawtooth wave3 
are usually the result of circuits de- 
signed to control voltage with respect to 
time like the sweep of an oscilloscope 
and some television circuits In these 
waveforms one (or both) transitions 
from state to state are made with a 
stead y variation at a constant rate, a 
ramp (Changes from one state to 
another on ail waveforms except sine 
waves are called transitions j The ast 
'wo drawings represent aperiodic, 
singie-shot waveforms The first is a 
pulse, an pulses are marked by a rise a 
finite duration and a decay. The second 
£>ri# is a s.'ep which is actually a single 
"ransition 
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MAKING MEASUREMENT 



CONT 



Waveshapes tell you a great 
deal about the signal. Anytime 
you see a change in the vertical 
dimension of a signal, you know 
that this amplitude change rep- 
resents a change in voltage. 
Anytime there's a flat horizontal 
line, there was no change for 
that length of time. Straight 
diagonal lines mejan a linear 
change, equal rise (or fall) of 
voltage for equal amounts of 
time. Sharp angles on a 
waveform mean a sudden 
change. But waveshapes alone 
are not the whole story When 
you want to comp etely describe 
a waveform, you' I want to find 
the parameters of that particular 
waveform. Depending on the 
signal, these parameters might 
be amplitude, period, fre- 
quency, width, riss time, or 
phase. You can review these 
signal parameter^ with Figures 
17 through 22. 
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Figure 17. 

AMPLITUDE IS A CHARACTERISTIC OF 
ALL WAVEFORMS. It is the amount of 
displacement from equilibrium at a par- 
ticular point in time Note that without a 
modifier the word means the maximum 
change from a reference without regard 
to the direction of the change In the first 
two drawings above (sine wave and 
souare wave), the amplitude is the same 
even though the sine wave is larger from 
peak to peak In the third drawing, an 
alternating current wavefcrm is shown 
A/ith peak (or maximum) amplitude and 
peak-to-peak amplitude parameters 
annotated In oscilloscope measure- 
ments amplitude usuallv means peak- 
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Figure 18. 

PERIOD IS THE TIME REQUIRED FOR ONE CYCLE OF A SIGNAL if the signal 
repeats itself. Period is a parameter whether the signal is symmetrically shaped like 
the sine and square waves abpve, or whether it has a more complex and asymmetri- 
cal shape like the rectangular wave and damped sine wave Period is always 
expressed in units of time. Naturally one-time signals like the step or uncorrelated 
signals (without a time relation) like noise have no period. 
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Figure 19. 

IFASIGNAL IS PERIOD C. IT HAS A FREQUENCY F'equency is the number of times 
a signal repeats itself in a second: frequency is measured in Hertz: 1 Hz = 1 cycle per 
second: 1 kHz (kilohertz) = 1000 cycles second: and 1 MHz (megahertz) = 
1 000.000 cycles second Period and frequency are reciprocal: 1 period = fre- 
quency, and 1 frequency = period For example a 7 Hz signal has a period of 143 
seconds: 1'7 Hz = 143 s. and 1 143 s = 7 Hz 




Figure 20. 

THE PARAMETERS OF A PULSE can be important in a numoer of different applica- 
tions. Digital circuitry. X-lray equipment, and data communications are examples 
Pulse specifications include transition times measured on the eading edge of a 
positive-going transition: this is the rise time Fall time is the transition time on a 
negative-going trailing edge Pulse width is measured at the 50% points and 
amplitude from to 100%. Any displacement from volts for 'he base of the pulse is 
the baseline offset. 
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Figure 21. 

DUTY CYCLE DU TV FACTOR AND 
REPETITION RATE are parame'ers of all 
r ectanguiar waves. They are panic uiari, 
important in digital circuit'-/ Dut r cyc/e 

s *he ratio of pulse width to signal period 
expressed as a percentage Forsouare 
waves it s always 50% as you can see. 
for the pulse wave in the second draw- 

ng. it's 30% Duty factor is the same 
thing as duty cycle except it >s ex- 
pressed asa decimal not a percentage 
A repetition rate describes how often a 
pulse train occurs and is used instead of 
frequency to describe waveforms like 
that in the second drawing 
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Figure 22. 

PHASE is best explained with a sine 
wave Remember that this waveform is 
based on the sine of all the angles from 
through 360 The result is a plot that 
changes from to a 1 at 90° again at 
'80' ; -'at 270° and finally again at 
360° Consequently, it is useful to refer to 
•ne phase angle lor simply phase, when 
•here is ^o ambiquity) of a sine wave 
wnen you want to describe how much of 
the period has elapsed Another use of 
onase is found when you want to de- 
scribe a relationship between two sig- 
nals Picture two clocks with their sec- 
ond hands sweeping the dial every 60 
seconds. If the second hands touch the 
twelve at the same time the clocks are/n 
phase; if they don't then they're out of 
ohase To express how far out of phase 
they are you use phase shift in degrees. 
To illustrate, the waveform labeled 
CURRENT in the drawing above is said 
to be 90° out of phase with the voltage 
waveform Other ways of reporting the 
same information are "the current 
waveform has a 90 degree phase angle 
with respect to the voltage waveform" or 
"the current waveform lags the voltage 
waveform by 90° " Note that there is al- 
ways a reference to another waveform: 
in this case, between the voltage and 
current waveforms of an inductor 
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CHAPTER 7. SAFETY 



Before you make any oscillo- 
scope measurement remember 
that you must be careful when 
you work with electrical equip- 
ment. Always observe all safety 
precautions described in the 
operators or service |manual for 
the equipment you're working 
on. 

Some general rules about 
servicing electrical equipment 
are worth repeating nere. Don't 



service electrical devices alone. 
Know the symbols for danger- 
ous circuits and observe the 
safety instructions for the 
equipment you're working on. 
Don't operate an electrical de- 
vice in an explosive atmos- 
phere. Always ground the scope 
to the circuit, and ground both 
your scope and the circuit- 



under-test, Remember that if 
you lose the ground, all ac- 
cessible conductive parts — in- 
cluding knobs that appear to be 
insulated — can give you a 
shock. To avoid personal injury, 
don't touch exposed connec- 
tions and components in the 
circuit-under-test when the 
power is on. And remember to 
consult the service manual for 
the equipment you're working 
on. 



Then there are few rules about 
the scope itself: To avoid a 
shock, plug the power cord of 
the scope into a properly-wired 
receptacle before connecting 
your probes; only use the power 
cord for your scope, and don't 
use one that isn't in good condi- 
tion (cracked, broken, missing 
ground pin, etc.). Use the right 
fuse to avoid fire hazards. Don't 
remove covers and panels on 
your scope. 



CHAPTER 8. GETTING STARTED 



Accurate oscilloscope mea- 
surements require that you 
make sure your system is prop- 
erly setup each time you begin 
to use your scope. 

Compensating the Probe 

Most measurementsjyou make 
with an oscilloscopeirequire an 
attenuator probe, which is any 
probe that reduces voltage. The 
most common are 1CX ("times 
ten ") passive probes which re- 
duce the amplitude c f the signal 
and the circuit loading by 10:1 

But before you make any 
measurement with an attenuator 
probe, you should make sure it's 
compensated. Figure 23 illus- 
trates what can happen to the 
waveforms you'll see' when the 
probe is not properly 1 compen- 
sated. 

Note that you should com- 
pensate your probe as it will be 
used when you make the mea- 
surement. Compensate it with 
the accessory tip you'll be using 
and don't compensate the 
probe in one vertical channel 
and then use it on another. 



Checking the Controls 

The most common mistake in 
making oscilloscope measure- 
ments is forgetting to compen- 
sate the probe. The second 
most freauent source of inac- 
curacies is forgetting to check 
the controls to make sure they're 
where you think they are. Here 
are some things to check on 
your Tektronix 2200 Series 
scope (arranged according to 
the functional blocks of your 
scope) 

• Check all the vertical system 
controls: variable controls (CH 
1 and CH 2 VOLTS/ DIV CAL) 
should be in their calibrated de- 
tent positions; make sure CH 2 
isn't inverted (unless you want it 
to be); check the vertical mode 
switches to make sure the sig- 
nal from the proper channel(s) 
will be displayed: check the two 
vertical system VOLTS, DIV 
switches to see if their settings 
are right (and don't forget to use 
the VOLTS' DIV readout that 
matches the probe, either 1X or 
10X); check the input coupling 
levers too. 



"• Check the horizontal system 
control settings: magnification 
is off (push in the red CAL 
switch in the middle of the 
SEC/DIV switch); variable 
SEC DIV is in its calibrated de- 
tent position. Make sure the 
horizontal mode switch is 
where you need it: NO DLY 
when you're not making de- 
layed sweep measurements. 
INTENS for making measure- 
ments with an intensified zone, 
or DLY'D if you want a delayed 
sweep (A ALT or Bon a 2215). 

• Then check your trigger sys- 
tem controls to make sure your 
scope will pick the right slope 
on the trigger signal, that the 
right coupling is selected, and 
that the correct operating 
mode will be used. Also make 
sure that the trigger variable 
holdoff control is at its mini- 
mum position. 



Handling a Probe 

Before you probe a circuit, you 
should make sure you have the 
right probe tips and adaptors for 
the circuits you will be working 
on. (Tips available for the Tek- 
tronix P6120 10X probes were 
shown in Figure 14, Chapter 5.) 

Then make sure that the 
ground in the circuit-under-test 
is the same as the scope ground 
— don't just assume it is The 
scope ground will always be 
earth ground as long as you're 
using the proper power cord 
and plug. Check the circuit 
ground by touching the probe 
tip to the point you think is 
ground before you make a hard 
ground by attaching the ground 
strap of your probe. 

If you're going to be probing a 
lot of different points in the same 
circuit and measuring frequen- 
cies less than 5 MHz, you can 
ground that circuit to your scope 
once instead of each time you 
move the probe. Connect the 
circuit ground to the jack 
marked GND on the front panel. 
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Figure 23. 

IMPROPERLY COMPENSATED PROBES can distort the waveforms you see on the 
screen of your scope. In the photographs the probe ad|us!~eit signal and a 1 MHz 
square wave are shown as they will appear with proper and improper compensa- 
tions. Notice the amplitude and ringing changes on the square wave with the 
differences in compensation. 
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CHAPTER 9. MEASUREMENT TECHNIQUES 





Rather than attempt to describe 
how to make every possible 
measurement, this chapter de- 
scribes common measurement 
techniques you can use in many 
applications. 

The Foundations: Amplitude 
and Time Measurements 

The two most basic measure- 
ments you can make are 
amplitude and time; almost 
every other measurement you'll 
make is based on one of these 
two fundamental techniques. 

Since the oscilloscope is a 
voltage-measuring device, volt- 
age is shown as amp itude on 
your scope screen. Of course, 
voltage, current, resistance, and 
power are related: 



voltage 

current = a — 

resistance 



'esistance - vol,a 9 e 
current 



oower = current x voltage 



are 

that 
verti- 
to practice 
measure- 



rs 



screen 



Amplitude measurements 
best made with a sig 
covers most of the 
cally. Use Exercise 6 
making amplitude 
ments. 

Time measurements 
more accurate when 
covers a large area 
screen Continue with 
you had for the ampl 
surement, but now u 
7 to make a period 
ment. 
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are also 
the signal 
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the set-up 
itude mea- 
se Exercise 
measure- 
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Exercise 6. AMPLITUDE MEASUREMENTS 

1. Connect your probe to the 
channel 1 BNC connector and to 
the probe adjustment jack. At- 
tach the probe ground strap to 
the collar of the channel 2 BNC. 
Make sure your probe Is com- 
pensated and that all the vari- 
able controls are set In their de- 
tent positions. 

2. The trigger MODE switch 
should be set to NORM for nor- 
mal triggering. The HORIZON- 
TAL MODE should be NO DLY (A 
on the 2215). Make sure the 
channel 1 coupling switch is set 
to AC and that the trigger 
SOURCE switch is on internal 
and the INT switch onCH1. Set 
the VERTICAL MODE switch to 
CH 1 as well 

3. Use the trigger LEVELcontrol 
to obtain a stable trace and 
move the volts ''division switch 
until the probe adjust sguare 
wave is about five divisions 
high. Now turn the seconds.' 
division switch until two cycles 
of the waveform are on your 




AMfUTUPE 

ON TH£ CEN"fl5p 

VERTICAL 
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screen. (The settings should be 
0.1 Von the VOLTS iDIV and 0.2 
ms on the SEC/DIV switches.) 
4. Now use the CH 1 vertical 
POSITION control to move the 
square wave so that its top is on 
the second horizontal graticule 
line from the top edge of the 
screen Use the horizontal posi- 
tion control to move the signal so 
that the bottom of one cycle in- 
tersects the center vertical 
graticule line. 



5. Now you can count major and 
minor divisions down the center 
vertical graticule line and multi- 
ply by the VOLTS DIV setting to 
make the measurement. For 
example, 5.0 divisions times 0.1 
volts equals 0.5 volts. (If the 
voltage of the probe adjustment 
square wave in your scope is 
different from this example, 
that's because this signal is not 
a critical part of your scope and 
tight tolerances and exact cali- 
bration are not required ) 



Exercise 7. TIME MEASUREMENTS 

Time rneasu -events are best 
made .-. r . n center horizontal 
graticule "e Use the instru- 
ment se gs from Exercise 6 
andcer'-r- square wave ver- 
tically :%rh "vo ,-ertical POSI- 
TION con" Tnen line up one 
rising eage " n e square wave 
with the graticule line that's sec- 
ond from ----- e'thand side of the 
screen ,\--:h -e HORIZONTAL 
position control \ 1 ake sure the 
next rising e ige "tersects the 
center honz' -'a- graticule. 
Count major i- : m-ndr divisions 
across the c i ~ ri zoniai 
graticule line " — eft to right as 
shown in the p - :-!o aoove Mul- 
tiply by the SEC DiV setting; for 
example. 5.7 divisions times 0.2 
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milliseconds equals 1.14 milli- 
seconds. (If the period of the 
probe adjustment sduare wave 
in your scope is different from 



this example, remember that 
this signal is not a critical part of 
the calibration of your scope.) 
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Frequency and Other Derived 
Measurements 

The voltage and time measure- 
ments you just made are two 
examples of direct measure- . 
merits. Once you've made a di- 
rect measurement, there are de- 
rived measurements you can 
calculate. Frequency is one 
example; it's derived from 
period measurements. While 
period is the length of time re- 
quired to complete one cycle of 
a periodic waveform, frequency 
is the number of cycles that take 
place in a second. The mea- 
surement unit is a hertz (1 
cycle'second) and it's the recip- 
rocal of the period. So a period 



Pulse Measurements 

Pulse measurements are impor- 
tant when you work with digital 
equipment and data communi- 
cations devices. Some of the 
signal parameters of a pulse 
were shown in Figure 20. but 
that was an illustration of an 
ideal pulse, not one that exists in 
the real world The most impor- 
tant parameters of a real pulse 
are shown in Figure 25 

Use Exercise 8 to make de- 
rived measurements with the 
probe adjustment square wave. 



of 0.001 14 second I 
liseconds) means a I 
of 877 Hz. 

More examples of derived 
measurements are 
ing current measurements illus- 
trated by Figure 24. 



or 1.14 mil- 
frequency 



Figure 24. 

DERIVED MEASUREMENTS are the re- 
sult of calculations mad? after direct 
■-easurements Forexampie alternat- 
ing current measurements require an 
amplitude measuremenl first The 
easiest oiace ;o star' is with a peak-ro- 
peak amplitude measurement of the 
vcaage — m -his case 230 vplts be- 
cause oeak-'c-peak me asurements ig- 
nore positive and negati/e signs Tne 
cea* voltage is one-naif 
■ s no DC offset) and is aiso called a 
-ax/mum vaiue. it 5 '65 W in this case 
~ne average value is the total area under 
'he voltage Curves divided by the period 
- radians, in she case of a sine wave 'he 
average value is because the positive 
and negative vaiues are e 



eauai The RMS 



i root mean square) voltage for this sine 




590 y 



wave — which represen 
age in the United States 
the maximum value divl 
square root of 2 165 ^ 1 
You get from, peak-to-pe 
age with- peak-to-peak 
'oot of 2 


s the line volt- 

— is equal to 
led by the 

114 = 1 1 7 volts. 
aktoRMSvolt- 

- 2 xthe square 
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Figure 25. 

REAL PULSE MEASUREMENTS include a few more parameters than those for an 
■deal puise In the diagram above several are shown Preshooting is a change of 
amplitude in the opposite direction that precedes the pulse Oversnooting and 
'ounding are changes that occur after the initial transition Ringing is a set of 
amplitude changes — usually a damped sinusoid — that follows overshooting All 
are expressed as percentages of amplitude Settling time expresses how iong it 
'anes tne pulse to reach it "-aximum amplitude Droop is a decrease m the maximum 
amplitude with time And nonlmeanty is any variation from a straight ime drawn 
through *he 10 and 90% points of a transition 



Exercise 8. DERIVED MEASUREMENTS 



With the period measurement 
you just made in Exercise 7. cal- 
culate the frequency of the 
probe adjustment square wave 
For example, if the period is 1 
millisecond, then the frequency 
is the reciprocal. 7 0,007 or 1000 
Hz. Other derived measure- 
ments you can make are duty 
cycle, duty factor, and repetition 
rate. Duty cycle is the ratio of 
pulse width to signal period ex- 
pressed as a percentage: 0.5 
ms * 7 ms, or 50%. But you 
knew that because for square 
waves, it's always 50%. Duty 
factor is 0.5. And the repetition 
rate (describing how often a 
pulse train occurs) is 1000'second 



m this case because repetition 
'ate and frequency are equal for 
square waves. Your probe ad- 
justment signal might qiffer 
shghtly from this example; cal- 
culate the derived measure- 
ments for it. You can also calcu- 
late the peak, peak-to-peak, 
and average values of the probe 
adjustment square wave m your 
scope. Don't forget that you 
need both the alternating and 
direct components of the signal 
to make these measurements, 
so be sure to use direct coupling 
(DC) on the vertical channel 
you're using. 
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MEASUREMENT TECHNIQUES 



CONT 



Use the directions in Exercise 
9 to make a pulse measurement 
on the probe adjustment square 
wave. 



Exercise 9. 
PULSE WIDTH 
MEASUREMENTS 

To measure the pulse width of 
the probe adjustment square 
wave quickly and easily, set your 
scope to trigger on and display 
channel 1. Your probe should 
still be connected to the channel 
1 BNC connector and the probe 
adjustment jack from the previ- 
ous exercises. Use 0.1 ms I 
division and the no delay hori- 
zontal mode (A sweep if you're 
using a 2215). Use AUTO trig- 
gering on the positive slope and 
adjust the trigger LEVEL control 
to get as much of the leading 
edge as possible on your 
screen. Switch the coupling on 
channel 1 to ground and center 
the baseline on the center hori- 
zontal graticule. Now use AC 
coupling because thdt will cen- 
ter the signal on the screen and 
you make pulse width] mea- 
surements at the 50% point of 
the waveform. Use yo.jr horizon- 
tal POSITION control b line up 
the 50 % point with the first major 
graticule from the leftside of the 
screen. Now you can count divi- 
sions and subdivisions acrcss 
the center horizontal and multi- 
ply by the SEC DIV switch set- 
ting to find the pulse width. 



Phase Measurements 

You know that a waveform has 
phase, the amount of time that 
has passed since the cycle be- 
gan, measured in degrees. 
There is also a phase relation- 
ship between two or more 
waveforms: the phase shift (if 
any). There are two ways to 
measure the phase shift be- 
tween two waveforms. One is by 
putting one waveform on each 
channel of a dual-channel 
scope and viewing them directly 
in the chop or alternate vertical 
mode; trigger on either channel. 
Adjust the trigger LEVEL control 
for a stable display and mea- 
sure the period of the wave- 
forms. Then increase the sweep 
speed so that you have a dis- 
play something like the second 
drawing back in Figure 22. Then 
measure the horizontal distance 
between the same points on the 
two waveforms. The phase shift 
is the difference in time divided 
by the period and multiplied by 
360 to give you degrees. 

Displaying the two waveforms 
and measuring when one starts 
with respect to another is possi- 
ble with any dual trace scope, 
but that isn't the only way to 
make a phase measurement. 
Look at the front panel and you'll 
see that the vertical channel 
BNC cc- ■ e::ors are labeled X 
and Y. T w e as! position on the 
SEC DIV i.v:*cn :sXY and when 
you use ' — e scope s time base 
is bypass- : 'hechanneM 
input sig" i- ; s' I me vertical 
axis of the ; ; see s display, but 
now the s y 3 : n channel 2 be- 
comes tre - : - zz"\a\ axis. In the 
X-Ymode . . ^ san'nputone 
sinusoidal o<" snannel and 
yourscree r .-. : se>iay a Lissa- 
jous patter- *••-. .ire named 
for Jules Ar- - -~ x. ,;aious. a 
French ph,: ■ ,3, LEE-za- 
shu"). The $r :! rne pattern 
will indicate r-e c- : ise differ- 
ence between •-e two signal. 
Some examples of L<ssajous 
patterns are shown in Figure 26. 



Note that general purpose 
oscilloscope Lissajous pattern 
phase measurements are usu- 
ally limited by the frequency re- 
sponse of the horizontal ampli- 
fier (typically designed with far 
less bandwidth than vertical 
channels). Specialized X-Y 
scopes or monitors will have al- 
most identical vertical and hori- 
zontal systems. 

X-Y Measurements 

Finding the phase shift of two 
sinusoidal signals with a Lissa- 
jous pattern is one example of 
an X-Y measurement. The X-Y 
capability can be used for other 
measurements as well. The Lis- 
sajous patterns can also be 
used to determine the fre- 
quency of an unknown signal 
when you have a known signal 
on the other channel. This is a 
very accurate frequency mea- 



surement as long as your known 
signal is accurate and both sig- 
nals are sine waves. The pat- 
terns you can see are illustrated 
in Figure 26. where the effects c' 
both fre a / - ,d phase dif- 
ferences are shown. 

Component checking in ser- 
vice or production situations is 
another X-Y application; it re- 
quires only a simple transistor 
checker like that shown in Fig- 
ure 27. 

There are many other applica- 
tions for X-Y measurements in 
television servicing, in engine 
analysis, and in 2-way radio ser- 
vicing, for examples. Intact, any 
time you have physical phe- 

i that are interdependent 
dependent. X-Y 
measurements are the answer. 
Aerodynamic lift and drag, 
motor speed and torque, or 
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Figure 26. 

FREQUENCY MEASUREMENTS WITH LISSAJOUS PATTERNS require a known sine 
wave on one channel If there is no phase shift, the ratio between the known and 
unknown signals will correspond to the ratio of horizontal and vertical lobes of the 
pattern When the frequencies are the same, only tne shifts in phase will affect the 
pattern In the drawings above, both phase and frequency differences are shown 
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Figure 27. 

X-Y COMPONENT CHECKING requires the transistor cnecker shown above With it 
connected to your scope and the scope in tne X-Y mode patterns like those 
illustrated indicate the component's condition The waveforms shown are found 
when the components ard not in a circuit m-circuit component patterns will differ 
because of resistors and capacitors associated with the component 



pressure and volume ; of liquids 



and gasses are more 



With the proper transducer, you 



can use your scope to 



of these measurements 



samples. 



make any 



Differential Measurements 

The ADD vertical mode and the 
channei 2 INVERT button of your 
2200 Series scope let you make 
differential measurements. 
Often differential measurements 
let you eliminate undesirable 
components from a signal that 
you're trying to measure. If you 
have a signal that's very similar 
to the unnecessary noise, the 
set up is simple. Put the signal 
with the spurious information on 
channel 1. Connect the signal 
that is like unwanted compo- 
nents to channel 2. Set both 
input coupling switches to DC 
(use AC if the DC components of 
the signal are too large), and 
select the alternate verticai 
mode by moving the VERTICAL 
MODE switches to BOTH and 
ALT. 



Now set your volts/division 
switches so that the two signals 
are about equal in amplitude. 
Then you can move the right- 
hand VERTICAL MODE switch 
to ADD and press the INVERT 
button so that the common 
mode signals have opposite 
polarities. 



If you use the channel 2 
VOLTS/DIV switch and CALcon- 
trol for maximum cancellation of 
the common signal, the signal 
that remains on-screen will only 
contain 3 desired part of the 
channel 1 input signal. The two 
common mode signals have 
cancelled out leaving only the 
difference between the two. 





Figure 28. 

DIFFERENTIAL MEASUREMENTS anow vou 10 remove unwanted information from a 
signal anytime ,-ou have another sig^ai that closely resemoles 'he unwanted com- 
ponents For example ihe first pnoto shows a 1 kHz square contaminated by a 60 Hz 
sine wave Once the common -mode component (the sine wave) is input to channel 2 
and that channel is inverted 'he signals can be added with the ADO vertical moce 
The result is snown in the second Dho'o 



Using the Z Axis 

Remember from Part I that the 
CRT in your scope has three 
axes of information: X is the hori- 
zontal component of the graph. 
Y is the vertical, and Z is the 
brightness or darkness of the 
electron beam The 2200 Series 
scopes all have an external 
Z-axis input BNC connector on 
the back of the instrument. This 
input lets you change the 
brightness (modulate the inten- 
sity) of the signal on the screen 
with an external signal. The 



Z-axis input will accept a signal 
of up to 30 V through a usable 
frequency range of DC to 5 MHz. 
Positive voltages decrease the 
brightness and negative volt- 
ages increase it; 5 volts will 
cause a noticeable change 

The Z-axis input is an advan- 
tage to users that have their in- 
struments set up for a long 
series of tests. One exampie is 
the testing of high fidelity 
equipment illustrated by 
Figure 29. 

27 



MEASUREMENT TECHNIQUES cont. 



Function 




Z-AXIS 




SCOPE 
















— I L 




C L 



OUTPUT 



wustabu? 

NOTCH 



frequency sweep 



INPUT 

v.* 

INPUT 




Figure 29. 

USING THE Z-AXIS can droviae adsitictai 'hiformatioh on :ne scope screen In ;ne 
set-up drawn aoove a function generator sweeps tnrougn :ne 'requenciesof mterest 
during the product testing — 20 to 20 000 Hz in mis case ThenanadiustaDle notch 
filter is used to generate a marker at '5 kHz for instance and this signal is applied to 
the Z-axis input to brightin the trace This allows 'he tester to evaluate the product s 
performance with a gianie 



Using TV Triggering 

The composite video waveform 
consists of two fields, each of 
which contains 262 lines. Many 
scopes offer television trigger- 
ing to simplify looking at video 
signals. Usually, however, the 
scope will only trigger on fields 
at some sweep speeds and 
lines at others. The 2200 Series 
scopes allow you to trigger on 
either lines or fields at any 
sweep speed. 

To look at tv fields with a 2200 
Series scope, use the TV FIELD 
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mode. This mode allows the 
scope to trigger at the field rate 
of the composite video signal on 
either field one or field two. 
Since the trigger system cannot 
recognize the difference be- 
tween field one and field two. it 
will trigger alternately on the two 
fields and the display will be 
confusing if you look at one line 
at a time. 

To prevent this, you add more 
holdoff time, and there are two 
ways to do that. You can use the 
variable holdoff control, or you 



can simply switch the vertical 
operating mode to display both 
channels. That makes the total 
holdoff time for one channel 
greater than one field period. 
Then just position the unused 
vertical channel off-screen to 
avoid confusion. 

It is also important to select 
the trigger slope that corre- 
sponds to the edge of the 
waveform where the sync 
pulses are located. Picking a 
negative slope for pulses at the 
bottom of the waveform allows 
you to see as many sync pulses 
as possible. 

When you want to observe the 
TV line portion of the composite 
video signal, use the NORM 
trigger mode and trigger on the 
horizontal synchronization 
pulses for a stable display. It is 
usually best to select the blank- 
ing level of the sync waveform 
so that the vertical field rate will 
not cause double triggering. 

Delayed Sweep 
Measurements 

Delayed sweep is a technique 
that adds a precise amount of 
time between the trigger point 
and the beginning of a scope 
sweep. Often delayed sweep is 
used as a convenient way !o 
make a measurement (the "se 
time measurement m Exercise 
10 is a good example). To make 
a rise time measurement without 
delayed sweep you must trig- 
ger on the edge occurring be- 
fore the desired transition With 
delayed sweep, you may 
choose to trigger anywhere 
along the displayed waveform 
and use the delay time control to 
start the sweep exactly where 
you want. 

Sometimes, however, de- 
layed sweep is the only way to 
make a measurement. Suppose 
that the part of the waveform you 
want to measure is so far from 
the only available trigger point 
that it will not show on the 
screen. The problem can be 
solved with delayed sweep: 
trigger where you have to, and 



delay out to where you want the 
sweep to start. 

But the delayed sweep fea- 
ture you'll probably use the most 
often is the intensified sweep; it 
lets you se the delayed sweep 
as a positionaule magnifier. You 
trigger normally and then use 
the scope's intensified horizon- 
tal mode. Now the signal on the 
screen will show a brighter zone 
after the delay time. Run the 
delay time (and the intensified 
zone) out to the part of the signal 
that interests you. Then switch to 
the delayed mode and increase 
the sweep speed to magnify the 
selected waveform portion so 
that you can examine it in detail. 

Since the 2200 Series has two 
types of delayed sweep, read 
the paragraphs and use the de- 
layed sweep measurement 
exercise below that applies to 
your scope: "Single Time Base 
Scopes" and Exercise.10 for de- 
layed sweep measurements 
with single time base scopes 
like the Tektronix 2213; or "Dual 
Time Base Scopes" and Exer- 
cise 1 1 for delayed sweep on 
dual time base scopes like the 
2215. 

Single Time Base Scopes 

Very few single time base 
scopes offer delayed sweep 
•measurements Those that do 
may have measurement 
capabilities similar to those of 
the Tektronix 2213 which has 
three possible horizontal opera- 
ting modes annotated on the 
front panel as NO DLY INTENS. 
and DLY'D. 

When you set the HORIZON- 
TAL MODE switch to NO DLY (no 
delay), only the normal sweep 
functions. 

When you choose INTENS (in- 
tensified sweep), your scope 
will display the normal sweep 
and the trace will also be inten- 
sified after a delay time. The 
amount of delay is determined 
by both the DELAY TIME switch 
(you can use 0.5 us, 10 /is. or 
0.2 ms) and the DELAY TIME 
MULTIPLIER control. The multi- 
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plier lets you pick from 1 to 20 
times the switch setting. 

The third position, DLY'D (de- 
layed), makes the sweep start 
after the delay time you've cho- 
sen. After selecting this position 
you can move the SEC/DIV to a 
faster sweep speed and 
examine the waveform in 
greater detail. 

This list of horizontal modes 
should begin to give ideas of 
how useful these delayed 
sweep features are. Start by 
making the rise time measure- 
ment described below. (Note 
that when making rise time 
measurements, you must take 
the rise time of the measuring 
instrument into account. Be sure 
to read Chapter 10.) 

Dual Time Base Scopes 

Delayed sweep is normally 
found on dual time base scopes 
like the 2215 with two totally 
separate horizontal sweep 
generators. In dual time base 
instruments, one sweep is 
triggered in the normal fashion 
and the start of the second 
sweep is delayed. To keep these 
two sweeps distinct when de- 
scribing them, the delaying 
sweep is called the A sweep; the 
delayed sweep is ca led the 6 
sweep. The length of time be- 
tween the start of the A sweep 
and the start of the B sweep is 
called the delay (/me 

Dual time base scopes offer 
you all the measurement 
capabilities of single time base 
instruments, plus: 

• convenient comparisons of 
signals at two different sweep 
speeds 

• jitter-free triggering of delayed 
sweeps 

• and timing measurement ac- 
curacy of 1.5%. 

Most of this increase in mea- 
surement performance is avail- 
able because you can sepa- 
rately control the two sweep 
speeds and use them in three 
horizontal operating modes. 
These modes — in a 2215 — are 



Exercise 10. 2213 DELAYED SWEEP MEASUREMENTS 




1. Connect your probe to the 
channel 1 BNC connector and 
the probe adjustment jack, hook 
the ground strap onto the collar 
of the channel 2 BNC. and make 
sure the probe is compensated. 

2. Use these control settings: 
CH 1 VOLTS IDIV on 0.2 using 
the 10X probe VOLTS 'DIV read- 
out; CH 1 input coupling on AC; 
VERTICAL MODE is CH 1; 
TRIGGER MODE is AUTO; 
TRIGGER SLOPE is negative 

( -J; trigger SOURCE is INT (for 
internal) and INT trigger switch 
is either CH 1 or VERT MODE; 
HORIZONTAL MODE is NO DLY; 
SEC DIV is 0.5 ms. Check all the 
variable controls to make sure 
they're in their calibrated detent 
positions. 

3. Set the input coupling to GND 
and center the trace. Switch 
back to AC and set the trigger 
LEVEL control for a stable dis- 
play. The waveform should look 
like the first photo above. 



4. Because a rise time mea- 
surement is best made at faster 
sweep speeds, turn the SEC/ 
DIV control to 2 >js. Use the trig- 
ger LEVEL control to try to get all 
of the positive transition on the 
screen. You can't; you lose your 
trigger when you get off the 
slope of the signal. 
. 5. Turn back to 0.5 msidiv and 
switch to the intensified display 
with the HORIZONTAL MODE 
switch. Switch the DELAY TIME 
to 0.2 ms and use the DELAY 
TIME MULTIPLIER to move the 
intensified zone on the 
waveform to a point before the 
first complete positive-going 
transition of the square wave. 
The intensified zone now shows 
you where the delayed sweep 
Mill start, like the second photo. 
6. Switch the horizontal mode to 
DLY'D and the SEC DIV switch 
to 5 )jls. Now you can use the 
horizontal POSITION and 
DELAY TIME MULTIPLIER con- 
trols to get a single transition on 
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7. Change to 0.1 Vldiv and line 
up the signal with the and 
100% dotted lines of the 
graticule. (If you have a signal 
that doesn't fit between the 
and 100% lines of the graticule, 
you have to count major and 
minor divisions and estimate the 
rise time while ignoring the first 
and last 10% of the transition.) 

8. Use the horizontal POSITION 
control to move the waveform 
until it crosses a vertical 
graticule line at the 10% mark- 
ing. Adjust the FOCUS control 
for a sharp waveform and make 
your rise time measurement 
from that vertical line to where 
the step crosses the 90% iine 
Now you can make a rise time 
measurement on a waveform 
nke that in the third photograph 
For example, for 1 mapr division 
and 4 minor divisions: 1.8 times 
the SEC: DIV setting of 5 /js 

is 9 0k 



A sweep only B sweep only, or A 
intensified by B as well as B de- 
layed The HORIZONTAL 
MODE switch controls the oper- 
ating mode and two SEC DIV 
switches — concentrically 
mounted on a 2215 — control 
the sweep speeds. See Figure 
30. 

When you use the ALT (for al- 
ternate horizontal mode) posi- 
tion the HORIZONTAL MODE 
switch, the scope will display 
the A sweep intensified by the B 



sweep and the B sweep de- 
layed. As you set faster sweeps 
with the B SEC/DIV switch, you'll 
see the intensified zone on the A 
trace get smaller and the B 
sweep expanded by the new 
speed setting. As you move the 
B DELAY TIME POSITION dial 
and change where the B sweep 
starts, you'll see the intensified 
zone move across the A trace 
and see the B waveform 
change. 



This sounds more compli- 
cated in words than it is in prac- 
tice. As you use the scope in 
Exercise 1 1 , you'll find that the 
procedure is very easy. You will 
always see exactly where the B 
sweep starts. And you can use 
the size of the intensified zone to 
judge which B sweep speed you 
need to make the measurement 
you want. 
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MEASUREMENT TECHNIQUES cont 



Measurements at Two Sweep 
Speeds 

Looking at a signal with two dif- 
ferent sweep speeds makes 
complicated timing measure- 
ments easy. The A sweep gives 
you a large slice of time on the 
signal to examine, ^he inten- 
sified zone will show you where 



the B sweep is posi 



the faster B sweep Speeds 
magnify the smaller portions of 
the signal in great detail. You'll 
find this capability qseful in 
many measurement applica- 
tions; see Figure 31 for two 
illustrations. 



Because you can 



scope to show A and B sweeps 
from both channel 1 and chan- 
nel 2, you can display four 
traces. To prevent overlapping 
traces, most dual time base 
scopes offer an additional posi- 
tion control. On the 2215, it's 
labeled ALT SWP SEP lor alter- 
nate sweep separation. With it 



ioned. And 



use the 



and the two vertical 
POSITION controls 
place all four traces 
without confusion 



channel 
you can 
on-screen 



Separate B Trigger 

Jitter can prevent an accurate 
measurement anytime you want 
to look at a signal that isn't per- 
fectly periodic. But with two time 
bases and delayed sweep, you 
can solve the problem with the 
separate trigger available for 
the B sweep. You trigger the A 
sweep normally ancf move the 
intensified zone out to the por- 
tion of the waveforn- you want to 
measure. Then you set the 
scope up for a trigg Bred B 
sweep, rather than I etting the B 
sweep simply run af :erthe delay 
time. 
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On a 2215, the B TRIGGER 
LEVEL control does double duty. 
In its full clockwise position, it 
selects the run-after-delay 
mode. At any other position, it 
functions as a trigger level con- 
trol for the B trigger. The B 
TRIGGER SLOPE control lets 
you pick positive or negative 
transitions for the B trigger. 

With these two controls you 
can trigger a stable B sweep 
even when the A sweep has 
jitter. 

Increased Timing 
Measurement Accuracy 

Besides examining signals at 
two different sweep speeds and 
seeing a jitter-free B sweep, you 
get increased timing measure- 
ment accuracy with a dual time 
base scope 

Note that the B DELAY TIME 
POSITION dial is a measuring 
indicator as well as a positioning 
device. The numbers in the win- 
dow at the top of the dial are 
calibrated to the major divisions 
of the scope screen. The num- 
bers around the circumference 
divide the major division into 
hundreds. 

To make timing measure- 
ments accurate to 1 .5% with the 
B DELAY TIME POSITION dial: 

• use the B runs-after-delay 
mode. 

• place the intensified zone (or 
use the B sweep waveform) 
where the timing measurement 
begins, and note the B DELAY 
TIME POSITION dial setting 

• dial back to where the mea- 
surement ends and note the 
reading there 

• subtract the first reading from 
the second and multiply by the 
A sweep SEC/DIV setting. 

You'll find an example of this 
accurate — and easy — timing 
measurement in Exercise 1 1 . 




Figure 30. 

THE DELAYED SWEEP CONTROLS of the dual time base 2215 are shown on the 
photograph above They include: HORIZONTAL MODE (under the horizontal POSI- 
TION control): B TRIGGER SLOPE and LEVEL: ALT SWP SEP (alternate sweep 
separation between the two vertical POSITION controls — not shown) and a 
concentric A and B SEC DIV control. The B DELAY TIME POSITION dial is at the 
bottom of the column of horizontal system controls 




Figure 31. 

ALTERNATE DELAYED SWEEP MEASUREMENTS are fast and accurate One use 
examining timing in a digital circuit, is demonstrated in the first photograph Suppose 
you need to check the width of one pulse in a pulse tram like the one shown To make 
sure which pulse you are measuring, you want to look at a large portion of a signal 
But to measure the one pulse accurately, you need a faster sweep speed Looking at 
both the big picture and a small enlarged portion of the signal is easy with alternate 
delayed sweep Another example is shown in the second photo Here one field of a 
composite video signal is shown in the first waveform. The intensified portion of that 
field is the lines magnified by the faster 8 sweep With a dual time base scope you 
can walk through the field with the B DELAY TIME POSITION dial and look a! each line 
individually. 
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Exercise 11. 2215 DELAYED SWEEP MEASUREMENTS 
Rise Time Measurement 




1. Connect your probe to the 
channel 1 BNC connector and 
the probe adjustment jack, hook 
the ground strap onto the collar 
of the channel 2 BNC. and make 
sure the probe is compensated. 

2. Use these control settings: 
CH1 VOLTS /DIV on 0.2 (re- 
member to use the 10X probe 
readout); CH 1 input coupling on 
AC; VERTICAL MODE is CH 1; A 
TRIGGER MODE is NORM; A 
TRIGGER SLOPE is negative 
(-);A SOURCE is INT and the 
A&B iNT trigger switch is either 
CH 1 or VERT MODE; HORI- 
ZONTAL MODE is A, A and B 
SEC DIV is 0.2 ms. Check the 
variable controls to rnake sure 
they're in their calibrated detent 
positions. 

3. Set the A TRIGGER LEVEL 
control for a stable display and 
position the waveform in the top 
half of the screen. Switch to the 
ALT (for alternate A and B 
sweeps) display with the HORI- 
ZONTAL MODE switch. Use the 
channel 1 POSITION and ALT 
SWP SEP (alternate kweep sep- 
aration) controls to ppsition the 
two sweeps so that they don't 
overlap. 

4. Use the B DELAY TIME POSI- 
TION dial to move the beginning 
of the intensified zone a point 
before the first complete posi- 
tive transition. Your screen 
should look like the first photo 
above. 



5. Pull out on the SEC DIV knob 
and rotate it clockwise to 
change the B sweep speed to 2 
/is, division. This will make the 
intensified zone smaller; move it 
to the first rising edge of the 
waveform as in the second 
photograph. 

6. Switch the horizontal mode to 
B. the channel 1 vertical sensitiv- 
ity to 1 volts division, and the 
sweep speed to 1 (is division. 
Use the horizontal and vertical 
POSITION controls and the B 
DELAY TIME POSITION control 
to line up the waveform with the 
and 100% dotted lines of the 
graticule, i If you have a signal 
that doesn t fit between the 
and 100% imes of the graticule, 
you have 'z zount major and 
minor d:.fi ons andestimate the 
rise time jvnue ignoring the first 
and':ast 10% ) 
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7. Position the waveform so that 
it crosses a venicai graticule line 
at the 10% marking. Adjust the 
FOCUS control for a sharp 



waveform and count major and 
minor divisions across the 
screen to where the step 
crosses the 90% line. If there are 
4 major and 8 minor divisions, 4 
and 8 HO times the SEC I DIV set- 
ting of 1 /u5 is 4.8 /js. The third 
photo shows how the screen 
should look now. ( Note: Any jitter 
you see in the B sweep is from 
the probe adjustment circuit, not 
the time base.) 

8. One last word on rise time 
measurements: the accuracy of 
the measurement you make de- 
pends on both the signal you're 
examining and the performance 
of your scope. In Chapter 10, 
you'll find a description of how 
the scope's own rise time affects 
your measurement results. 

Pulse Width Measurement 
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1. Use these control settings: 
CHI VOLTS 'DIV on 0.1; CH 1 
input coupling on AC; VERTI- 
CAL MODE is CH1;A TRIGGER 
MODE is NORM; A TRIGGER 
SLOPE is negative (-); A TRIG- 



GER SO' 'RC C is INT (for inter- 
nal) and iNT irigger switch is 
either CHI or VERT MODE; 
HORIZONTAL MODE is A; A 
SEC I DIV is 0.2 ms while B 
SEC/DIV is 0.05 fjLS. Check the 
variable controls. 

2. Center the first complete 
pulse of the waveform horizon- 
tally. Switch to the ALT display 
with the HORIZONTAL MODE 
switch and move the B 
waveform to the bottom of the 
screen with the ALT SWP SEP 
control. 

3. Center A sweep waveform 
vertically. Turn down the inten- 
sity so that it's easier to see the 
small intensified zone. 

4. Move the intensified zone to 
the 50% point of the rising edge 
of the waveform with the DELAY 
TIME POSITION control as in the 
first photo above. Note the delay 
time reading (the number in the 
window first, for example: 3.1). 
Move the intensified zone to the 
50% point of the trailing edge as 
m the second photo and note 
the reading. 

5. The time measurement, a 
pulse width in this case, is eaual 
to the second dial reading 
minus the first times the A sweep 
speed: 5. 77 - 3.13 x 0.2 ms = 

528 ms. In other words, the B 
DELAY TIME POSITION dial in- 
dicates screen divisions for you, 

1 complete turn for every major 
division. 
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CHAPT 



ER 10. SCOPE PERFORMANCE 



There are two aspects to oscillo- 
scope performance: :he design 
parameters of the instrument, 
and its conformance o those 
parameters at the rims you are- 
making measurements. Making 
the instrument conform to its de- 
sign parameters simply means 
. calibration — including making 
sure the probe is properly com- 
pensated as you've dpne many 
times already. But even with 
proper calibration, there will be 
some effect of the designed per- 
formance on your measure- 
ments 

Square Wave Response and 
High Frequency Response 

In the design of amplifiers like 
those in a scope's vertical 
channels, there is always some 
compromise between the cir- 
cuit's high frequency response 
and its handling of signals with 
square transitions. Extending 
the frequency response can be 
accomplished with high fre- 
quency compensation, but too 
much compensation lesults in 
overshoot on a step. Too little 
extends the measured rise time. 
The best rise times without over- 
shoot are achieved when the 
high frequency respo ise is crit- 
ically damped; the frequency 
response then, falls of smoothly 
Figure 32 illustrates the effects 
of high frequency compensa- 
tion. 

Instrument Rise Time and 
Measured Rise Times 

The rise time of an oscilloscope 
is a very important specification 
because the measuring instru- 
ment's rise time affects the ac- 



curacy of your measu 
times as expressed b' 
proximation: 
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Figure 32. 
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little as shown in 're second drawing 
tends to rolloff the eages of the square 
wave A critically damped frequency re- 
sponse is best as in the third drawing 



In practical terms this means 
that the accuracy of a measured 
signal will be predictable and 
will be dependent on how much 
faster your scope is than the rise 
time you're measuring. If the 
measuring scope is five times 
faster than the observed signal, 
the measurement error can be 
as low as 2%. For measurement 



accuracies of 1 %, it takes a 
scope 7 times faster, as you can 
see on the chart in Figure 33. 
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Figure 33. 

MEASURED RISE TIME ERRORS depend on the ratio of the measuring system's rise 
time to the rise time of the signal being measured As you can see from the chart 
when the scope is five times faster the error is a 2% increase in the measured rise 
time If the rise times are eoual the error is a 41 % increase 
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Bandwidth and Rise Time 

The vertical channels of an oscil- 
loscope are designed for a 
broad bandpass, generally from 
some low frequency (DC) to a 
much higher frequency. This is 
the oscilloscope's bandwidth, 
specified by listing the fre- 
quency at which a sinusoidal 
input signal has been attenu- 
ated to 0.707 of the middle fre- 
quencies; (his is called the -3 
dB point. For older instruments, 
specifications cited both a low 
and high -3 dB point. Modern 
instruments, however, have a 
relatively flat frequency re- 
sponse down to Hz (DC), so 
only the upper number is quoted 
as the bandwidth. 

A bandwidth specification 
gives you an idea of instru- 
ment's ability to hand e high fre- 
quency signals within a speci- 
fied attenuation. But bandwidth 
specifications are derived from 
the instrument's ability to dis- 
play sine waves. A 35 MHz 
scope will show a 35 MHz sine 
wave with only -3 dB attenua- 
tion, but the effects on a square 
wave at or near the scope's 
upper bandwidth limit will be 
much more severe because 
high frequency information in 
the square wave will not be ac- 
curately reproduced by the 
scope. See Figure 34 for an 
example. 




Figure 34. 

BANDWIDTH SPECIFICATIONS are 
based on the scope s ability to repro- 
duce sine waves The upper bandwidth 
is the freouency at which a sine wave is 
reduced to 707 of the amplitude 
shown at middle frequencies Though 
this specification tells you how well the 
instrument "eproauces sine waves, not 
every Signal you examine is sinusoidal 
Square waves, for example, nave a 
great dea 1 cf hign freouency information 
in their rising and failing edges that will 
be lost as you approach the bandwidth 
limits of the instrument To illustrate 'he 
two CRT photos shew a 15 MHz square 
wave reproduced by 35 MHz (top) 
and 60 MHzibot!om)oscilloscopes 
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The frequency response of 
most scopes is designed so that 
there is a constant that allows 
you to relate the bandwidth and 
rise time cf the instrument. This 
constant s 35 and the rise 
time and candwidth are related 
by this approximation: 



T r = 



035 
BW 



A simple way to apply the for- 
mula IS 



CONCLUSION 

This concludes your introduc- 
tion to oscilloscopes and the 
measurements you can make 
with scopes. You ve done well to 
progress this far. but this primer 
can only introduce the concepts 
and measurement techniques 
With practice and experience 
you'll find yourself making faster 
and more accurate measure- 
ments. Then you too will find that 
using an oscilloscope is second 
nature to you. 



inanoseconds 



BW,„ 



For the Tektronix 2200 Series 
instruments wtffi a bandwidth of 
60 MHz. the rise time is 5 3 
nanoseconds 
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TEK 



Tektronix incorporated in 1946 
and since then has grown to be 
the largest manufacturer of os- 
cilloscopes in the world. The list 
of innovations pioneered by Tek 
includes: triggered sweeps: cal- 
ibrated time bases, low-loading 
probes, bistable and fast- 
transfer storage. Included in 
Tek's broad measurement in- 
strument offerings are: 

• Portable scopes small enough 
to hold in your hc.nd or fast 
enough to measure 350 MHz 
signals. 

• Storage scopes both analog 
and digital types) with writing 
rates as fast as 2500 cm/jus 
and 14 GHz sampling scopes. 

• Modular laboratory scopes aa 
fast as 1 GHz. 

• General purpose plug-in in- 
struments like digital counters 
and multimeters, function 
generators, distortion analyz- 
ers, and programmable cali- 
brators. 

• IEEE-488 programmable in- 
struments. 

• And accessories to support 
these instruments including 



probes, camera:; 
scope carts. 



*5C 



cables, and 



Behind all these products is the 
world-wide Tektronix sales and 
service organization with 45 
offices m the United States and 
over a hundred m 65 other coun- 
tries around the world. 

To find the sales office nearest 
you. or to get literature 
on Tek products 
call 800-547-6711 or 
n Oregon 800-452-6773. 



